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ABSTRACT
DETECTION OF SPECIFIC BIOLOGICAL ANTIGENS USING AC
ELECTROCHEMICAL IMPEDANCE SPECTROSCOPY

Darrel A. Mazzari, B.S.E.E., M.S., P.E.
Marquette University, 2011

When certain antigens are present in our environment, a rapid, on-site, accurate,
selective, and repeatable detection method can be invaluable in preventing illness or
saving lives. Rapid detection of these antigens is important to avert spreading infections.
Currently, capturing a sample and sending it to a laboratory can take weeks to get
results, which can be much too long. Conventional sensing methodologies include
various electrical measurements as capacitive, potentiometric, piezoelectric, surface
plasmon resonance (SPR), and quartz crystal microbalance (QCM). Of particular power
and interest is Alternating Current (AC) Electrochemical Impedance Spectroscopy (EIS)
which provides for the characterization of the electrical properties of many biological
interfaces without biological destruction or interference.
The application of unique detection techniques of the latter, in this dissertation,
resulted in high selectivity and sensitivity even with the presence of non-specific
contaminants. Prior to this work, the measurement media was a liquid. However, a
particularly formidable task has remained of detection of unlabeled antigens in air. EIS, a
powerful technique for identifying electrode surface molecular reactions by measuring
the electrical characteristics of the resultants over a frequency spectrum, was employed to
detect impedance changes at the formation of an antibody-antigen conjugate. A new gel
was developed capable of keeping antibodies active for extended periods of time, and
also capturing antigens from the air. Another development was attaching the selfassembling monolayer, 3-MPTS (3-mercaptopropyl)trimethoxysilane, onto gold
nanoparticles to create a unique active electrode.
The primary purpose of this dissertation work was to prove the concept of being
able to capture a specific (to the antibody) antigen in the air, conjugate it with a specially
coated non-dry electrode, and rapidly characterize the reaction with EIS. This work was
the first to successfully accomplish this detection task utilizing a novel colloidal gold
nanoparticle electrode, an active antibody, IgG, and a novel modified hydrogel.
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CHAPTER 1
RATIONALE AND SPECIFIC AIMS

2

Introduction and Rationale

The purpose of the studies described in this dissertation was to develop an indepth understanding of the reactionary performance of an electrochemical biosensor to
detect dangerous concentrations of antigens in our environment or other venues. The
importance of this research can be illustrated by some examples.
Mycobacterium tuberculosis (TB) is normally spread through the air when a
person with untreated pulmonary TB coughs or sneezes, coughs, sneezes, talks, spits or
just simply breathes into the air, and then another person becomes infected when he or
she inhales minute particles of infected sputum from that air [56]. Usually, prolonged
exposure to a person with untreated TB is necessary for the infection to occur.
Anthrax is an acute infectious disease caused by the spore-forming bacterium
Bacillus anthracis which is normally present, at low levels of concentration, in the soil.
Anthrax most commonly occurs in wild and domestic livestock (such as cattle, sheep, and
goats). Infections can occur in humans when he or she comes in contact with infected
animals or their hides. Infections cannot occur from human to human. In the fall of 2001,
an outbreak of cutaneous and inhalation anthrax occurred on the United States East coast
and Florida which resulted from a still unsolved act of bioterrorism involving letters
intentionally contaminated with anthrax spores [57].
A large outbreak of Shiga toxin-producing Escherichia coli (E. coli) O104:H4
(STEC O104:H4) infections took place in Germany in 2011. The responsible strain
caused hemolytic uremic syndrome (HUS)-a type of kidney failure that is associated with
Shiga toxin-producing E .coli. In 2010, E. coli O145 infections were linked to shredded
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romaine lettuce from a single processing facility. Investigators used pulsed-field gel
electrophoresis (PFGE) to identify the DNA involved. Most E. coli strains are harmless,
but some serotypes can cause serious food poisoning in humans, mainly through fecaloral transmission, and can lead to product recalls. Hand washing can remove most E. coli
on them and is usually effective to prevent contamination of food. The harmless strains
of E. coli are part of the normal flora of the gut, and can benefit their hosts by preventing
the growth of pathogenic bacteria within the intestine [58].
The bioimmunosensors of this study rely on single or multiple specific antibodies
to be available. Once the pathogens have been identified and specific antibodies
produced, our bioimmunosensors can be utilized to identify contaminated areas or
products. An organism, such as a human can withstand a certain amount of infection,
depending on the state of its immune system. Nearly any foreign substance, in small
amounts, can be tolerated, as long as the antigen invader can be eliminated by one or
more operations of the immune system (assuming there is no runaway auto immune
response.) Therefore, the absolute lower limit of detection of the bioimmunosensors need
not be of ultimate concern as long as the value is below the non-tolerable concentration
of the pathogens. The lower limit of detection is the minimum input of physical
parameter that will create a detectable output change. The sensitivity of the
bioimmunosensor is defined as the slope of the output vs. input curve, in the range of a
linear characteristic (or linear to some simple mathematical function of the measurement
such as logarithmic), and determines the accuracy of the output value reading.
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Electrochemical sensors are a subsection of chemical sensors, which are sensors
that use chemical processes in the recognition and transduction procedures [50]. The term
biosensor is applied to devices either used to monitor living systems, or incorporating
biotic elements such as cells, protein, nucleic acid, or biomimetic polymers. Biosensors
are used in, and connection with, pharmaceutical companies, personal health care,
environmental pollutants, and the food industry [1]. Blood glucose biosensors for
diabetes sufferers are by far the most pervasive with nearly 87% of the market [2]. When
detrimental biological agents (antigens) e.g., mold, anthrax, or other viruses, bacteria or
parasites, are present in air or water, we may have violent immunological, possibly lethal,
reactions if contact is made with our bodies. However, capturing a sample and sending it
to a laboratory can take weeks to get results, which is much too long in the general case.
The application of unique detection techniques can affect high selectivity and
sensitivity. Conventional sensing methodologies include various electrical measurements
as capacitive [3], potentiometric [4], piezoelectric [5], surface plasmon resonance (SPR)
[6], and quartz crystal microbalance (QCM) [7]. Of particular power and interest is
electrochemical impedance spectroscopy (EIS) which provides for the characterization of
the electrical properties of many biological interfaces without biological destruction or
interference [8].
Electrochemical impedance spectroscopy (EIS) is one of the most powerful and
sensitive technologies, today, for examining the surface electrical properties of an
electrode and its coatings.
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Electrochemical cells consisting of two and three electrodes were constructed to
perform experiments to examine alterations of the interfacial electron transfer features
occurring at the electrode surface. The adsorption and desorption of insulating materials
on conducting materials, i.e., electrodes, enables the property of capacitance that can be
measured quite accurately by EIS [9].
Because EIS involves the measurement of inherent electrical properties of the
sample involved, EIS does not require chemical labels. In addition, since low voltages
and currents generally are used, the technique is also non-destructive, which is especially
important in measurements of biological materials [26]. With EIS, a small-signal
electrical excitation across a broad range of AC frequencies is applied through an
electrode surface interface, in this case a biological complex, and the resulting electrical
properties, e.g., numerically complex (real and imaginary) capacitances, are measured
quite precisely [11].
Capacitance deals with time and time constants of polarization of molecules.
There are several ways to polarize them, and EIS analyzes different effects based on
frequency, which is, of course, based on time – the time to polarize before an electrical
excitation reverses [13]. To cause polarization there must be some movement. The high
frequencies, 100 kHz and above are used to measure bulk effects due to lattice movement
(back and forth), and with dipolar movement. Intermediate frequencies down to 10 hertz
or so, are used for the long range motion, and subHertz reveals space charge stacking.
Various styles and compositions of electrodes are used in biomedical applications
for making measurements of bioelectric events. Low current density and small size are
important in order to introduce only a miniscule amount of perturbation that does not
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significantly alter the operation of the process to be measured. Biological functions often
show electric activity in the form of a constant DC field, a constant current, or timevarying currents [15]. A biomedical electrode is a transducer which provides
communication between the biological system and an electronic device, so that the events
can be measured or controlled externally. Since the currents in biological systems are
transmitted in the form of ions [16], the electrode is a transducer converting ionic to
electrical currents.
Previous antibody-based immunosensors required long incubation times to get a
stable indication (8 minutes to 20 days)[41][49], mainly because the electrode was in a
liquid and some distance from the introduction of the antigen. Systems with mixers can
reduce the times to the lower end of the reaction time, above, but they increase the
complexity of the immunosensor.
The overall aim of this research is to construct a unique, reproducible bioelectrode
that can rapidly detect, using EIS, specific antigens with antibodies, and operate in liquid
media or air with the presence of non-specific antigens.

Specific Aims
The following is a roadmap for the research performed to reach the overall aim,
above. Explicitly, the objectives of this dissertation are organized in two specific
experimental aims:
Aim 1: To develop a novel label-free immunosensor in a non-liquid environment
using parallel paths.
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Aim 2: To develop a novel label-free immunosensor for specific antigen detection
using immobilized antibodies on a self-assembled monolayer on gold
nanoparticles in a non-liquid modified hydrogel environment with a
linear/serial configuration.

Overall goal: To present a novel sensor technology that can rapidly
detect specific antigens in air using antibodies.
Significance
These studies significantly advance our knowledge through the understanding of
the ways the conjunction of specific macromolecules can be detected utilizing
electrochemical impedance spectroscopy with a novel antibody coated bioelectrode
operating in a novel hydrogel medium.

Challenges
A primary challenge to developing a sensor for biological macromolecule
electrical detection is instigating a specific change in electrical characteristics that can be
readily detected without destroying the biological activity [17]. That being done, another
challenge is the environment of the reaction of interest. Contamination which is present
can interfere with the desired biological process. In addition, detection in the air presents
the challenge of encapsulating the target macromolecules because, in their native state,
cannot easily, if at all, be volatized.
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Organization of This Document
This dissertation is divided into five chapters:
Chapter 1 presents the motivations, rationale, and specific aims of the work.
Chapter 2 presents an explanation of biosensor components.
Chapter 3 addresses experimental Aim 1 to develop novel non-liquid medium for
a parallel biosensor.
Chapter 4 addresses experimental Aim 2 to develop novel a serial biosensor for
antigens in air and/or liquid utilizing a novel modified hydrogel.
Chapter 5 summarizes conclusions and suggests directions for future work.
This study addresses a unique topic in the area of EIS immunosensors – a
bioelectrode capable of detection of antigens from a liquid and from the air. The
immobilization of the targets of biological conjugates is crucial to the detection
sensitivity, repeatability, and reusability of electrodes. Gold electrodes, and/or selfassembled monolayers with colloidal gold, provide platforms for the attachment of
proteins and permit adsorption of protein molecules, resulting in a matrix for the
immobilization of macromolecules, while retaining the bioactivity of antibodies and
antigens [24] [25]. Signal amplification of the immunoconjugates is also a key factor to
provide a signal that is significantly greater than the background noise in order to be
measured reliably.
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Current technologies of Biosensors with Gold Nanoparticles
Type of
Biosensor

Principle of
Detection

Functions
of GNP’s

Properties
Used

Sensor
Advantages

Typical
Examples

Optical biosensor

Changes in
optical properties

Enhancement of
refractive index
changes

Large dielectric
constant, high
density, high
molecular weight

Improved
sensitivity

DNA sensor with
GNPs responses
1000 times more
sensitive than
without [69].

Enhancement of
electron transfer

Conductivity,
quantum
dimension

Improved
sensitivity

Electron transfer
rate of 5000 per
second with
GNP’s, while 700
per second
without NP’s[68]

Piezoelectric
biosensor

Changes in mass

Biomolecule
Immobilization,
amplification of
mass change

Biocompatibility,
high density,
Large surface-tovolume ratio

Improved
sensitivity

DNA sensor
using GNPs as
amplification tags
with detection
limit of 10-16mol/L
[70]

Electrochemical
biosensor

Changes in
electrical
characteristics

Immobilization
platform

Biocompatibility,
large surface
area

Improved
sensitivity and
stability

Glucose
biosensor with
GNPs achieves
detection limit of
0.18 μM [71].

Changes in
electrical
characteristics

High catalytic
action

Biocompatibility,
large surface
area

Catalysis of
reactions

High surface
energy, interfacedominated
properties

Improved
sensitivity and
selectivity

Improved
sensitivity and
stability

Improved
sensitivity and
selectivity

GNP-modified
indium tin oxide
by seeding
sensor for H2O2
[74]
NADH sensor
based on GNPs
shows 780 mV
overpotential
decrease without
any electron
transfer
mediators [72].

Figure 1: Table of Current technologies of Biosensors with Gold Nanoparticles (GNP’s) modified[64].

Experimental Paradigm
Our experimental framework involves a step-by-step analysis of the
electrochemical reactions occurring at the working electrode modified surface. The
results of one experiment were used as the starting point, or controls, for the next. This
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paradigm was very efficient, because it was not necessary to design separate experiments
for control experiments; the previous experiment was the control. These reactions shaped
the impedance spectrum recorded when a small electrical signal (5-10 mvac) was applied
to the interface. By tracking the data before and after a binding event (in this case the
union of an antibody and its associated specific antigen) a pattern, like a fingerprint, was
defined and used to identify a similar event occurrence of this same type. Electrodes were
used in biomedical applications for both making measurements of biological events and
also to deliver current to biological entities [18][19]. Measurement, for the sake of
accuracy and pseudo-linearity, needed to involve low current density in order to
introduce the least amount of perturbation, due to ohmic heating, which could alter the
operation of the process to be measured.
The 3-probe EIS measurement system cell was utilized containing a platinum
wire counter electrode, a Ag-AgCl reference electrode, and a working electrode with a
modified Au base for initial experiments. Nyquist, Bode, and cyclic voltammetry plots
provided the informative output. Previous studies have detected carcinomic antigens
[27], DNA hybridizations [28], and antibody–antigen reactions [29]. A 2-probe system
(eliminating the working electrode) was used in advanced experiments since it is more
practical if the medium characteristics are also to be contributing to the measurements, or
are negligible and can be ignored. A novel 2-probe system was developed and utilized
with a uniquely formulated hydrogel for measurement with both the parallel and serial
configurations.
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Objectives and Significance
A unique implementation of a 2-probe EIS system is the subject of our research.
Results with previous non-specific, combined with specific, antibody reactions have not
been easily interpretable. To date, studies of EIS bioimmunosensors have made
measurements under controlled liquid antigen environments, lacking non-specific
antigens to avoid poor characterizations. In this dissertation, specific and non-specific
reactions were differentiated and a novel bioimmunosensor was developed with variable
stringency control. In addition, monitoring antibody/antigen reactions with antigens from
air has been largely problematic due to the challenges of keeping the antibodies active in
an air atmosphere. This formidable challenge was overcome by the application of a novel
modified hydrogel medium to bring the antigens from the air to the antibodies in a
biocompatible environment.
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CHAPTER 2
THE BIOSENSOR
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Components of a biosensor
The FDU (Facilitating Detection Unit) is the part of the sensor that is utilized to
detect and determine if the object of interest is present at the location of interest of the
FDU. In our case, the object of interest was a molecular biological antigen, IgG. Other
examples include, but not limited to, a protein, bacterium, virus, toxin, or an active, or
potentially active, molecular complex, capable of conjugating with an anti substance, e.g.
an antibody. The place of interest is the medium surrounding the FDU, in our case,
especially, but not limited to, environmental air. The output of the FDU is the raw data
signal or information.
The FDU raw output is then fed into the FDD (Facilitating Detection Device)
that contains the associated electronics and signal, or other, processors that are used to
display of the results in a user-friendly fashion.[28]. Typically, the results are stored in a
database.
The FDU is composed of FDC(‘s) (Facilitating Detection Component(s).) This
dissertation’s final FDC’s were colloidal gold particles, each coated with a self
assembling monolayer to which antibodies of the antigen of interest were attached. The
FDC’s were based upon electrochemical properties and reactions that produced unique
and detectable outputs and conditions. These were captured and identified through direct
measurement, combined into a coherent signal at the FDU, and, then, sent to the FDD
where the raw data was analyzed with instrumentation, signal processing, and data
mining.
The FDC contained one or more FDE (Facilitating Detection Element(s)) (aka
the biological recognition element(s).) The FDE comprised the precise methodology

14

used to detect the antigen [21]. In this dissertation’s case, it was the covalent bonding of
the “lock and key” association of the antigen and its associated antibody. This is a well
known and well studied phenomenon in chemical and biological science.

Figure 2: The integration of disciplines utilized to create the novel FDC used to construct the FDD.
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Figure 3: Exploded view of linear (serial) FDD (Facilitating Detection Device).

The construction of the unique biosensor developed here (Figure 3) involves
many disciplines of science. This is illustrated in Figure 2.

Examples of biosensors
Electrochemical sensors are a subsection of chemical sensors, which are sensors
that use chemical processes in the recognition and transduction procedures. The basic
difference is the FDE. If the FDE monitors a chemical, nonorganic, reaction, the sensor
is electrochemical. An example is a Geiger counter which is a particle detector that
measures ionizing nuclear radiation such as alpha particles, beta particles or gamma rays.
A particle or photon of radiation reacts with an inert, low pressure gas (usually helium,
neon or argon with halogens added) and makes the gas briefly, electrically, conductive.
This is the FDE or Facilitating Detection Element. A cascading effect of many photons
causes an electrical current in the gas. This is the FDC or Facilitating Detection
Component. The inert gas is contained in a closed chamber, forming the FDU or
Facilitating Detection Unit. The output current of the tube is then amplified and
displayed by the FDD or Facilitating Detection Device as in Figure 3.
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Figure 4: A Geiger counter diagram [23].

The term biosensor is applied to devices either used to monitor living systems, or
incorporating biotic elements for the FDE’s. An example of a typical biosensor is a plant
moisture meter. A water ion reacts with the metal spike (electrode) when there is
moisture in the soil. This is the FDE. Two electrodes in close proximity will conduct an
ionic electric current in the presence of moisture. This is the FDC. There is a connection
between one or more FDC’s with appropriate wires and electrical parts (resistors, diodes,
capacitors, etc.) and this becomes the FDU. Then, the output from this arrangement is
connected to an amplifier and meter (the FDD) and the result is a plant moisture meter as
shown in Figure 4.
Another example of a biosensor is a glucose tester which is used by diabetics all
over the world.
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Figure 5: Typical plant moisture meter diagram.

Antibodies
Antibodies can be polyclonal or monoclonal. If an antigen is introduced into a
vertebrate, polyclonal antibodies are formed as a result of the reaction of some of the
animal immune system's B-lymphocyte cells turning into plasma cells and producing
antibodies that bind to that antigen. However, though each B-cell produces one antibody
for a binding site on the antigen, the antibodies produced by different B-cells can be for
different binding sites on the same antigen. Monoclonal antibodies are produced by
derived or cloned from one parental cell, and thusly, are targeted for only one epitope or
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binding site on the antigen. Georges Köhler and César Milstein at the University of
Cambridge, in 1975, came up with a way to make monoclonal antibodies in the
laboratory, and they received the 1984 Nobel Prize in Medicine. Monoclonal antibodies
can be produced in vitro or in vivo. They can be then used to detect an antigen in a
solution with a Western blot test or to detect an antigen in a whole cell with an
immunofluorescence test.

Why a gel?
The “lock and key” interaction between molecules in order to form ionically
bonded conjugates relies on the shape of the epitopes of each molecule. In order for
antibodies to conjugate with antigens specific to them, they must be in a medium that
allows movement of their paratopes to align with the epitopes and move together, thus to
insert the “key” in the “lock.” In addition, the medium must not alter the shape of the
molecules by breaking or bending any bonds that substantially contribute to the epitope’s
shape.
The prerequisites above are innate in certain fluids; however, this does not include
dry air. Some liquids can fulfill these requirements; however, we do not want them to
dry out too rapidly. Therefore, a gel was chosen as the antibody medium. A gel is a
colloidal suspension of a solid dispersed in a liquid or a semi-rigid solid which exhibits
no flow when in the steady-state. Though gels are mostly liquid by weight, they behave
like solids due to a three-dimensional cross-linked network within the liquid. The
internal network structure results from physical or chemical bonds, crystallites or other
junctions that remains intact within the extending liquid. The antigens that come in
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contact with the surface of the gel are captured ("stick") at that point, become hydrated (if
dry), and, then, diffuse down into the gel. First, we had to determine the electrical
characteristics of the gel to be used and the corresponding concentrations of the optimal
ingredients that also allow the antibodies to retain their bioactivity.
Prior biosensors have been shown to detect specific antigens using electrode
immobilized antibodies in liquids [31][49] [73], but have not been effective in air because
of the inability to keep antibodies bioactive in dry air.
The parallel embodiment of our FDC is constructed with four parts:
1. A gold surfaced electrode
2. A self-assembled monolayer (SAM) of MPTS covalently attached to
the gold (Figure 13)
3. Colloidal gold nanoparticles covalently attached to the ends of the
SAM (Figure 15)
4. Antibodies (as capture molecules) covalently attached to the colloidal
gold nanoparticles (Figure 23)

Self Assembled Monolayers (SAM)
The self-assembly monolayer (SAM) technique is a highly topical and powerful
field of research in nanotechnology. We are all self-assemblers. The cells in our bodies
form organs, bones, fingers, eyes, etc. without external forces directing the assembly.
The process of structures formed by molecules selectively binding to a molecular site
without external influence is not fully understood, but it promises to give rise to a wide
variety of applications [28], and since the SAM phenomena (Figure 5) is more a physical
principle than a quantifiable property, as applied in physics, chemistry, and biochemistry,
and thusly is interdisciplinary [38].
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Figure 6: The Assembly of Monolayers [32].

SAM’s also permit reliable control over the environment layout, and enable a
high packing density of an immobilized recognition center, or multiple centers, at a
substrate surface. Many systems undergo the process of self-assembly. Organosulfurbased species self-assemble at a noble metal species [30]. Organosilane-based species
self-assemble on hydroxylated surfaces such as silicon and glass.
This dissertation’s research capitalized on the stability and physicochemical
properties of sulfur-containing compounds, e.g. MPTS, which had a strong affinity for
gold surfaces. In the case of alkanethiols, the mechanism of binding is considered to be
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the oxidative addition of the S–H bond followed by reductive eliminated hydrogen,
resulting in the formation of a thiolate species.
SAM’s have a common general structure (see Figure 5). At the head end, there is
a thiol or disulfide base. This attaches to the substrate. Then, there is an alkyl spacer.
Finally, there is an end group which can be of a wide variety of functional groups,
allowing the group to be attached to even biological entities such as antibodies. One
should think of this, not as a coating of the substrate, but as a surface “converter”. A
biomaterial surface such as a metal can be converted by the SAM into a biological
surface.
Functionalization attributes desired with SAM’s include that they be ionic,
zwitterionic, homogenous, and have a high packing density. The spontaneous adsorption
of thiols and disulfides onto gold has been investigated. This allowed many functional
groups to be attached to the highly ordered monolayer surface with a fairly easy
preparation [37].

Sol-gel materials
Sol-gel-derived inorganic materials exhibit a number of advantages. They operate
at low temperatures for encapsulation of biorecognition elements [46]. The porosity can
be adjusted by mixture concentrations. They react little with other chemicals, have high
thermal stability, and exhibit negligible aqueous swelling [14].
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FTIR technology
Our research incorporates Fourier Transform InfraRed spectroscopy (FTIR)
measurement technology that permits the classification of a broad range of organic
compounds and some inorganic pigments based upon the absorption of infrared energy.
A spectrum can be plotted, and molecules predicted.

Cyclic voltammetry
Cyclic voltammetry measurements involve linearly sweep stepping a voltage
excitation on an analyte sample from, typically, a negative value to a positive value and
then reversing the steps back to the starting value, while recording the resulting current.
The current vs. voltage is plotted on a graph in the range of a redox reaction. The
current increases with voltage (potential) until it reaches the reduction (or oxidation)
potential of the analyte, where it falls off as the concentration of the analyte depletes near
the electrode surface. As the applied voltage is reversed, reoxidation is performed and a
current of reverse polarity is generated [59]. If the electron transfer is rapid and the
current is limited by diffusion, the current peak will be related to the square root of the
voltage scan rate.
Hysteresis is often displayed between the reduction peak (Epc) and oxidation
peak (Epa) due to polarization overpotential due to analyte diffusion rates and barriers of
transferring electrons from the metal electrode and the analyte. This can be characterized
by the Butler-Volmer equation and Cottrell equation reduced to:

| E pc  E pa |

57mV
n

(Eq. 2.1)
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for an n electron process [67].

EIS technology
Another measurement technology that our research incorporates is
Electrochemical Impedance Spectroscopy (EIS). EIS involves the application of a small
sinusoidal electrochemical perturbation, voltage or current, over a wide spectrum of
frequencies. This multi-frequency excitation allows the measurement of the capacitance
of the electrode, and the measurement of several electrochemical reactions that take place
at very different rates. The instrument utilized for EIS measurements was the EG&G
(Princeton Research) 283 Potentiostat, which consists of a potentiostat plus special
hardware to apply and measure the AC sinusoidal signals. In depth analysis will follow in
subsequent chapters of this dissertation.

Resistance and Impedance
When current flows through a non-superconducting straight wire, the molecules
of the wire tend to interfere and slow down the electron (current) flow, the action of
which absorbs energy and generally converts it to heat. This is known as resistance and
ordinarily is measured in units called ohms. Georg Simon Ohm (1787-1854) developed
the equations relating voltage, current, and resistance as follows:
The current in a circuit is directly proportional to the applied voltage and
inversely proportional to the resistance of the circuit (Ohm’s Law). That is,
R

E
I

(Eq. 2.2)
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where R is the resistance
E is the electromotive force (voltage)
I is the current
However, this only applies to an ideal resistor having the properties of
a.) obeying Ohm's Law at all current and voltage levels
b.) having a resistance value that is independent of frequency
c.) having AC current and voltage signals that it are in phase with each other.
In practice, ideal resistors do not exist, and the resistance is more complex.
Therefore, the term impedance is used to include all of the other factors and terms
involved in the concept. Impedance encompasses all the exceptions to the attributes of
the ideal resistor mentioned above. The handling of the impedance of an AC circuit with
multiple components can be tedious if only sine’s and cosine’s are used to represent the
voltages and currents. A mathematical construct which makes this easier is the use of
complex exponential functions.
Conductivity is closely related to diffusion in a concentration gradient;
impedance spectroscopy can be used to determine diffusion coefficients in a variety of
electrochemical systems, including membranes. Their impedance can be measured by
applying an AC voltage to an electrochemical cell, and measuring the resulting current.
This sinusoidal voltage generates an AC current signal of the same frequency and its
harmonics. This current signal is the sum of sinusoidal functions or a Fourier series [11].
In order for the response to be pseudo-linear, electrochemical impedance is
normally measured using a small excitation signal. In a linear system, the current
resulting from a sinusoidal voltage will be a phase shifted sinusoid at the same frequency.
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Figure 7: The phase relationship of current and voltage.

The excitation signal, expressed as a function of time in Figure 6, has the form:
E (t )  E0 cos(t )

(Eq. 2.2)

where E(t) is the potential at time tr
E0 is the amplitude of the signal
ω is the radial frequency.
The relationship of radial frequency ω (radians/second) and frequency ƒ(hertz) is:

  2f

(Eq. 2.3)

In a linear system, It, is shifted in phase Φ and has amplitude, I0:
I (t )  I 0 cos(t   )

(Eq. 2.4)

Applying an expression like Ohm's Law the impedance of the system is:
z

E0 cos(t )
E (t )
cos(t )

 Z0
I (t ) I 0 cos(t   )
cos(t   )

(Eq. 2.5)

Impedance is therefore expressed in terms of a magnitude, Z0, and a phase shift Φ.
According to Euler’s relationship,
exp( j )  cos   j sin 

(Eq. 2.6)

To express the impedance as a complex function, the voltage would be
E(t )  E0 exp( jt )

and the current response is

(Eq. 2.7)
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I (t )  I 0 exp( jt  j )

(Eq. 2.8)

As a complex number, the impedance is
Z

E
 Z 0 exp( j )  Z 0 (cos   j sin  )
I

(Eq. 2.9)

Therefore, Z(ω) is composed of a real and an imaginary part.

The Randles equivalent circuit is the most common circuit model of electrochemical
impedance [11][34]. It includes:
a. the solution resistance
b. a double layer capacitor
c. a charge transfer or polarization resistance
The equivalent circuit for the Randles cell is shown in Figure 7. The double layer
charge transfer reaction is in parallel with the impedance and is made up of the charge
transfer resistance, which is inversely proportional to the rate of electron transfer, and the
Warburg impedance, Zw, which grows from mass transfer limitations [65].

Figure 8: The equivalent circuit diagram of the double layer capacity effect (Randles cell).

Plotting the real part of Z on the x-axis and the imaginary part of Z on the y-axis
of a chart is called a Nyquist plot (also called the Cole-Cole plot or Complex Impedance
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Plane plot.) In this plot, the y-axis is negative and each point on the Nyquist plot is the
impedance at one frequency.

Figure 9: A Nyquist plot of impedance over a frequency spectrum from 0 hertz to infinity.

Higher frequency information is on the left of the plot and the low frequency is on
the right. This is true for EIS data when impedance falls as frequency rises. The Nyquist
plot (Figure 8) traces the impedance as a vector of the absolute value of |Z|, at an angle
with the x-axis. The Nyquist plot for a Randles cell is a semicircle. The resistance is
the value along the real axis value at the high frequency intercept (near the origin).
However, for any data point on the Nyquist plot, the frequency that was used to record
any particular point cannot be determined. The value on the real Z axis at the low
frequency intercept is the bulk resistance plus the polarization resistance. Therefore, the
diameter of the semicircle would leave the polarization resistance as in Figure 9.

Figure 10: This circuit diagram represents the Nyquist plot.
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The semicircle represents a single time constant, though impedance plots can
contain more than one time constant.
A Bode plot (Figure 10) has the impedance plotted against the log of the
frequency on the x-axis, and both the absolute value of the impedance (|Z| =Z0 ) and
phase-shift on the y-axis.

Figure 11: The Bode plot. Unlike the Nyquist plot, the Bode plot does not explicitly show frequency
information.

Metallic electrodes and the double layer
When an electrolyte comes in contact with a metallic electrode, there is an ionelectron exchange. The term "double layer" refers to the displacement of electrical
charges associated with the electrode surface exposed to aqueous solution. There is a
tendency for ions in the solution to combine with the metallic electrode and also for the
metallic ions to enter the solution [40]. The basic type of charge distribution was
proposed by Helmholtz (1879) who postulated that there exists a layer of charge of one
sign tightly bound to the electrode and a layer of charge of the opposite sign in the
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electrolyte [36]. This separation is called the electrical double layer and is measured in
ionic dimensions. As illustrated in Figures 11 & 12, in the Stern layer, also called the
condensed layer, the ions are aligned against the surface. The Gouy layer is a diffuse
atmosphere past the Stern layer [33]. In this layer, the density of ions is given by the
Poisson-Boltzmann relationship:

(Eq. 2.10)
where

cSt,i(i)

Stern layer concentration of species i (mmol/L)

cL(i)

concentration in the liquid phase of species i (mmol/L)

z(i)

valency number of species i (eq/mol)

F

Faraday constant (C/mol)

R

Boltzmann constant (1.38x10-23 J/K mol)

T

temperature (K)

electric potential of i th Stern layer (V)
and the Debye length equation:

D 

RT
F

2 1
2

c z

2

i i

i

where

F

electron charge (1.6x10-19 C)

(Eq. 2.11)
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ni

relative dielectric constant for water at 25 C times the permittivity
in vacuum (8.854x10-12 C/V-m)
ion concentration (ions/m3)

The double layer effect extends about 10 nm from electrodes, where beyond there
is usually an equal density of positive and negative ions.

Figure 12: Electrode surface functionalization and charges

Figure 13: Electrode-Electrolyte Interface - Charge distribution-double layer interface [2].
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Electrode Models
The computational study of electrodes often is analyzed by developing an
equivalent electrical circuit diagram as an analogy to the electrochemical process. With
that diagram having been defined, standard mathematical analysis of that electric circuit
can be used to model the electrode interface.
An essential issue to be addressed is how the physical parameters of the SAM,
attached to the working electrode surface, affect the impedance measurements. The
surface area of the monolayer perpendicular to the current flow, through the SAM of
interest, is a critical factor contributing to the capacitance component of the impedance.
The surface of the SAM is not solid. Rather, it is the assemblage of the ends of molecular
chains oriented in the same direction. The density, and thusly the number of chains per
area, determines the relative static permittivity or dielectric constant of the SAM, which
allows the same charge to be stored with a smaller voltage or electric field [10]. At the
saturation point of the SAM, the dielectric constant will level off at some value. This
phenomenon is the key to the reproducibility in the construction of a biosensor [21].
The capacitance is calculated using the geometry of the conductors and the
dielectric properties of the insulator between the conductors. Capacitance is directly
proportional to the surface area of the conductor plates and inversely proportional to the
separation between them. The capacitance of a parallel-plate capacitor with plate area A
separated by a distance d is closely equal to:

C   r 0

A
d

(in SI units)

where
C is the capacitance in farads, F

(Eq. 2.12)

32

A is the area of overlap of the two plates measured in square meters.
εr is the relative static permittivity of the material between the plates,
(vacuum =1) --also called the dielectric constant
ε0 is the permittivity of free space ( 8.854x10-12 F/m )
d is the separation between the plates, measured in meters.
The total impedance of the electrode interface has several components.
1. The double-layer impedance at the surface of the electrode-electrolyte,
including the Stern layer.
2. The impedance of the SAM [36].
3. The impedance formed by the attachment of the antibody and by the antibodyantigen conjunction.
4. The bulk impedance of the electrolyte through the Gouy layer [33].
The latter is ignored through the 3-probe EIS arrangement.
The total capacitance is the reciprocal of the sum of the reciprocals of 1-4.
A bare gold electrode has been reported in literature to have a surface capacitance
of 15 - 33.5 F/cm2 [44][45]. When the bare gold electrode is exposed to very diluted
solution (2%) of 3-MPTS (3-mercaptopropyl)trimethoxysilane, the MPTS forms an
ordered monolayer. A low concentration prevents multilayer formation. Sulfide groups
are adsorbed at the solid-liquid interface by a strong chemisorption of the head group (Si)
to form a highly ordered structure. After the SAM has formed, another exposure to
MPTS will, indeed, form another SAM over the previous one.
Gold nanoparticles are attached to the Si-O-Si ends of the MPTS. The
bifunctional molecule, MPTS, contains both -SH and -OCH3 groups, forms covalent
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bonds with gold substrates through its thiol groups on one end and gold nanoparticles on
the -OCH3 ends. The behavior of MPTS on gold surface and its organizational structure
are influenced by following forces [43]:
a. interactions between thiol head groups and the Au lattice,
b. interactions between the alkyl chains, and
c. interactions between the end groups of the thiols.
These determine the final molecular organization and specific topography. The
hydrophilic “head groups” form clumps or assemblies on the surface of the substrate,
while the hydrophobic “tail groups” assemble away from the substrate. Islands of tightly
packed molecules nucleate and grow until the surface of the substrate becomes covered in
a single monolayer. The contact angle is determined by the thermodynamic equilibrium
of the liquid and solid phase of the head and tail groups and the surface free energy of the
electrode substrate.
The Au nanoparticles can attach antibodies without having them lose their
bioactive properties. Ellipsometric measurements (at 632.8 nm and 70° angle incidence)
yield an average film thickness of 8 Å following a 6 h assembly of the thiol-containing
gel [44]. The maximum dimension size of MPTS molecule is 0.6–0.7 nm [43]. Aswal
used ellipsometry to show the thickness of the MPTS SAM, using, was 0.8±0.1 nm,
which is close to the theoretical value of the length of MPTS molecule (0.77 nm) [47]. A
calculation of the capacitance of the monolayer with the colloidal gold attached is as
follows:
[45]

MPTS+CG+Ab

electrode R

(Eq. 2.13)

(20mF/cm2 *(.8nm+20nm+.1nm)/ (8.85400e-12 * (PI*(4mm ** 2)) = 9.392 × 1011 mF
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The biosensor of this dissertation worked on the principle of restriction.
Electricity flows through a wire by means of the movement of electrons; electricity flows
through a liquid by means of the movement of ions; in this case, with 0.1 M K3[Fe(CN)6]/
K4[Fe(CN)6] as the redox couple or with functionalized colloidal gold nanoparticles in
our linear/serial configuration. The conjugation of the immobilized antibodies and the
antigens impedes the flow of ions. However, our goal was to have 95% to 97% of the
path for the flow of ions to the Au electrode closed off with the monolayer and antibody
matrix. In this arrangement, the antigen conjugation had the greatest effect on the change
in capacitance. As an analogy, if one takes a drink from a fire hose, there will be little
effect on the water flow. If, on the other hand, one drinks from a water fountain, there is
a very discernable change in water flow. That is the principle of restriction.

Figure 14: The MPTS self-assembling monolayer is applied to the gold electrode as described[14].
Thiol groups extend out.

Discussion
Because of DTNB’s specificity for -SH groups at neutral pH, Ellman’s Reagent is
useful as a sulfhydryl assay reagent (see Figure 14). It also has a high molar extinction
coefficient (also known as molar absorbtivity) and short reaction time. The resulting
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NTB (“yellow colored” species) produced in this reaction has a high molar extinction
coefficient in the visible range to be measured by a spectrophotometer.

Figure 15: DTNB attacks the disulfide bond to yield a mixed disulfide and 2-nitro-5-thiobenzoic acid
(NTB)

While the understanding of a single SAM has been facilitated [14], the structure
and properties of multiple layers is less understood (see Figure 15). An experimental
paradigm ideally suited for the purposes of this study is to determine the optimal length
of the dielectric SAM to provide the best observable impedance change in the presence of
the anti-body/antigen conjugate.

Figure 16a: Colloidal gold nanoparticles are attached to the ends of each SAM.
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Figure 17b: Colloidal gold nanoparticles are attached to the ends of each SAM before another SAM
is extended onto the previous.

As the length of the chains of the SAM extend, the permittivity of the dielectric
remained constant, but the separation of the “plates” of the capacitor increased and the
impedance was inversely proportional to the distance of separation.

Determination of saturation MPTS monolayer coverage of colloidal gold
Colloidal gold with 20 nm diameters serves a dual purpose in the electrical
property contribution of impedance. First, it is a source of ions for the conduction
process. Gold nanoparticles were produced in a liquid by reduction of chloroauric acid
(H[AuCl4]). The Au3+ ions to be reduced to neutral gold atoms were negatively charged.
Colloidal gold, consistent with the Turkevich [48] method, formed because sodium
citrate (or Trisodium 2-hydroxypropane-1,2,3-tricarboxylate) (Na3C6H5O7) was added as
a reducing agent and its ions prevented the gold from sticking together.
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Colloidal gold also provided an attachment platform for the MPTS monolayer
base as did the fixed gold substrate in Figure 13, which, in turn, attached the antibodies at
their other ends. This structure alters the dielectric constant of the complex, which
changes the capacitance and, therefore, the impedance spectrum. This will change
further when the antigen specific to the antibody attached to the monolayer conjoins with
the antibody, facilitating the detection of the antigen.

Results
Sensitivity is the amount of sensor output change per measured quantity changes.
An ideal sensor has a linear output, and therefore the sensitivity is defined as the ratio
between output signal and measured quantity. In practice, a sensor typically approaches
linearity in its rated range, which will be determined by this experiment. Literature
reports a linear calibration in the range of 8.3–2128 ng/ml and detection limits of 3.3
ng/ml plotted against the logarithm of the antigen concentration [14]. This dissertation’s
research is concerned with detecting the higher levels of concentration that would be
dangerous in our environment..

Discussion
The saturation point was the antigen concentration that does not produce any
more significant results than the previous (lower) concentration. This was the point where
the formation of new conjugates would cease to increase appreciably [41] (see Figure 16).
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Figure 18: The antibody concentration determination by fluorescence of Fluorescein (FITC).

Indications were that approximately 300 data points spread over 8-10 frequencies
would be sufficient to characterize the impedance/admittance profile [42]. The
selectivity was determined by comparing the specific antibody-antigen interactions with
non-specific interactions [39]. EIS was used to measure the impedance at the range of
frequencies from 0.1 Hz to 100 kHz as impedance was dominant at the antigen-antibody
junction at those frequencies.
The DC bias voltage can also alter the EIS response (see Figure 17).
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Figure 19: EIS plots for Au / MPTS (one monolayer) with various DC biases.
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CHAPTER 3
AIM 1: TO DEVELOP A NOVEL LABEL-FREE
IMMUNOSENSOR IN A NON-LIQUID ENVIRONMENT USING
PARALLEL PATHS
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AIM 1: TO DEVELOP A NOVEL LABEL-FREE IMMUNOSENSOR
IN A NON-LIQUID ENVIRONMENT USING PARALLEL PATHS

Introduction
While antibody-antigen biosensors have been studied in solution, either with
simple buffers or a redox couple, use with antibodies-antigens in air has not been
successful because the antibodies and antigens need the conformation ability enabled by a
solution to conjugate and the solution dries out rapidly when exposed to air. To
overcome this challenge, we used a novel hydrogel media with glycerol, which stays
intact for an extended period of time. The purpose of Aim 1 was to demonstrate the
ability to detect a specific antigen, through EIS measurements of the antibody/antigen
conjugation, using a functionalized gold substrate electrode, .in a non-liquid (gel) media.

Research Experimental Strategy
This study requires an integration of several areas of scientific research. In order
to prove the validity of the results, a step-by-step matrix of experiments was identified
and implemented as illustrated in Figure 18. The results build upon each other and also
demonstrate the contributions of each component to the final immunosensor.
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Figure 20: Progression of experiments leading to the Agarose/Glycerol Gel

The reason for hydrogels
In order to allow the conjugation of antibodies and antigens, a certain amount of
conformation of the protein molecules must occur at the combining, or binding, sites.
Referred to as the “lock and key” concept, the “lock” must be typically unblocked to
permit the “key” portion of the antigen to insert or slide into the cleft-shaped “lock” site
of the antibody. This ability is called activity. The “lock” is located in the Fab portion of
the antibody and is formed from the hypervariable regions of the heavy and light chains
(see Figure 19). Multiple types of bonds are utilized to secure the antigen at the binding
site of the antibody, including hydrogen bonds, Van der Waals forces, electrostatic bonds,
and attractive hydrophobic bonds due to the close positioning of non-hydrophilic portions
of the two molecules. The combination of the attractive and repulsive forces operating
between the antigenic determinant and the binding site of the antibody is the equilibrium
constant called affinity. Affinity becomes quite high as the distance between the atoms
becomes small; the forces are inversely proportional to the square of this distance. Even

43

a distance of an atom or two can make a significant difference of affinity [53]. None of
these bonds are covalent, however, and no new molecules are formed. This makes the
antigen-antibody conjugation a reversible reaction, as caused by chemical, electrical, or
thermal denaturing.

Figure 21: Antibody-Antigen binding [55]

Hydrogels consist of solid three-dimensional networks that span the volume of a
liquid medium. Surface tension effects give hydrogels their solid characteristic polymer
chains, which are hydrophilic. Many gels are thixotropic as they become fluid when
agitated, but resolidify when resting. This aids in the “lock and key” operation on a
molecular level. An example of a thixotropic fluid is the synovial fluid found in joints
between some bones.
Prior biosensors have been shown to detect specific antigens using electrode
immobilized antibodies in liquids [49], but have not been effective in air because of the
inability to keep antibodies bioactive in air. In order for the antibodies to remain active
and conjugate with their specific antigens, the antibodies need to be in a fluid type
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medium, because the epitopes need to conform slightly to form an exact "lock and key"
joining. A gaseous environment will not work, because the antibody proteins will dry out
and become stiff. A solid media is out of the question to have any movement at all. A
liquid is ordinarily used, but has the drawbacks of:
1.) the need to be agitated or mixed, in order for the antigens to
come in contact with the antibodies, or the antigen movement
will have to rely on slow Brownian motion, or have an
electrical charge force migration through the liquid.
2.) if exposed to air, the liquid will dry out.
3.) the liquid based immunosensor cannot be used in any
orientation when depending on gravity to contain the liquid.
Our novel approach was a gel media. This, too, allowed motion of molecule, but
did not have all the drawbacks of a liquid.
The value of electrical conductivity (conductance) and the specific electrical
resistance (resistivity) is temperature dependent.
ρ = (R·A) / l

(Eq.

3.1)
where
R = resistance

Ω

ρ = specific resistance

Ω·m

l = length of the conductor
A = cross section

m
m2

In a limited temperature range resistivity is approximately linear:
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(Eq. 3.2)
where
α = temperature coefficient (A ratio of increased conductor
resistance per degree Celsius rise in temperature.)
T = temperature
T0 = any temperature at which the electrical resistivity ρ (T0) is
known
(such as T0 = 295.95 K = 22.8°C room temperature)
A number of experiments were performed to determine the ultimate components
of the biosensor. The step-by-step experiment paradigm dictated that each step be
concluded with a successful experiment in order to proceed to the next step. Therefore,
if an experiment was unsuccessful, it would be modified or replaced with another, until
satisfactory results were obtained.

Materials
The IgG was Human IgG, Purified Immunoglobulin, Reagent Grade, (Sigma-Aldrich)
I4506.
The IgM was Human IgM, Purified Immunoglobulin, (Sigma-Aldrich) I8260.
The IgGab was Anti-Human IgG FITC antibody produced in goat - affinity isolated
antibody, buffered aqueous solution (Sigma-Aldrich) F9512
The IgMab was Anti-Human IgM FITC antibody produced in goat - affinity isolated
antibody, buffered aqueous solution (Sigma-Aldrich) F5384
Commercial collagen (Knox) was purchased in a local grocery store.

46

The hydrogel was Agarose - Type VI, High Gelling Temperature (Sigma-Aldrich) A3893
The thread used for the linear/serial immunosensor was cotton covered, polyester
The sol-gel 3-MPTS (3-mercaptopropyl)trimethoxysilane was purchased from Fluka
(#63797).

Methods
For purposes of this research, all experiments were performed at room
temperature. Initial experiments were conducted with a 3-probe arrangement for EIS
measurements as in Figure 20.

Figure 22: A 3-probe implementation was utilized here as it canceled out the bulk effects of the
medium.

Experiment Equipment
The impedance and cyclic voltammetry measurements were performed using a
Solartron 1260 frequency response analyzer coupled to an EG&G 283 Potentiostat
/Galvanometer (EG&G, New Jersey, USA). An IEEE 488 GPIB bus interface connected
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them to a personal computer running Windows XP (Figure 21). The combination coped
with ultra low current less than 100µA and capacitance levels less than 1 pF.
Measurements were made of absolute values of impedance and phase shift while
sweeping frequencies between 1 Hz and 10 Mhz. Specially designed software packages
Z-plot/Z-View for impedance and Corrware for cyclic voltammetry (Scribner Associates,
Southern Pines, NC, USA) were used to gather and plot data. A Garmin microcell
(Figure 22) was used to contain the electrodes and measurement media in initial
experiments. Custom built fixtures were then developed to accommodate the novel
arrangements of the specially developed hydrogel and functionalized electrodes.
All glassware in all experiments was cleaned with 50% strength HNO3 (diluted
with water) for at least 12 hours, rinsed thoroughly with distilled water, and dried prior to
use.

Figure 23: The Potentiostat /Galvanometer
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Figure 24: The microcell and PC with custom interface to the Potentiostat /Galvanometer.

Several gels were evaluated:
a. Collagen gel was prepared as directed by the manufacturer. It
did evaporate slowly, but, more significantly, unfortunately, it
had mold growing on it in a few days. Adding a preservative to
the gel was rejected due to the possible detrimental side effects
it might have on the bioimmunosensor and antigens.
b. Standard 2% agarose hydrogel, as used in electrophoresis, did
not grow mold, but was totally dried out in a matter of days.
c. A novel mixture hydrogel was developed. Glycerol was tested
as a moistening agent for the hydrogel. Equal parts of glycerol
and distilled water were mixed and 2%-4% agarose power
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(derived from seaweed) was added. The mixture was heated in
a microwave oven until boiling; then the oven was turned off.
When boiling stopped, the mixture was again brought to boiling
by the microwave oven. This procedure was repeated several
times, until a clear product was produced, and then the hydrogel
was allowed to cool. This novel hydrogel could be poured into a
fixture and over electrodes as required by the design of the
immunosensor. This hydrogel does not dry out for months and
holds its shape well. It can also be remelted and reused, if not
contaminated; it can also be stored indefinitely in a closed
container.
The electrical impedance characteristics of this last hydrogel were acceptable for
use in the immunosensor in that the gel was conductive, but has an impedance value of
almost one megohm per square centimeter.
The parallel embodiment of our FDC was constructed with four parts:
5. A gold surfaced electrode
6. A self-assembled monolayer (SAM) of MPTS covalently attached to
the gold
7. Colloidal gold nanoparticles covalently attached to the ends of the
SAM
8. Antibodies (as capture molecules) covalently attached to the colloidal
gold nanoparticles
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In this parallel arrangement, colloidal gold nanoparticles were utilized to amplify
the response of detection by providing a spherical attachment on the ends of the SAM,
opposite the end attached to the gold base electrode. This allowed many more antibodies
to attach at the end of each molecule of the SAM.
Preparation protocol of Colloidal Gold Nanoparticle Suspension
The desired nanoparticle size was approximately 20-40nm [ref]. The protocol to
prepare the capture molecules, colloidal gold consisting of 20 nm diameter gold
nanoparticles, was as follows:
1.) Mix 200 ml of H2O and 1.00 ml of 1% HAuCl4
2.) Add 1.50 ml of 0.075% NaBH4/1% trisodium citrate and 0.55
ml of 1% trisodium citrate
3.) Stir continuously for 6 hours at room temperature (It can be
stored at 4oC if for future use.)
Preparation protocol of MPTS Self-Assembled Monolayer Solution
1.) In a separate container, mix 200ml of the sol-gel MPTS with
absolute ethanol and aqueous acid (0.1M HCl) at a molar
ratio of 1:4:3.5 and sonicate for at least 1 hour until it is a
homogenous solution.

Attaching a solgel monolayer to the gold substrate.
MPTS ((3-mercaptopropyl) trimethoxysilane) is a bifunctional molecule that
contains both thiol and silane functional groups. The thiol groups are the binding moieties
for the covalent attachment of MPTS (as prepared in Step 4 above) to gold surfaces. The
sulfur-gold bond has advantages and was, therefore, the first bond tested in this thesis.
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The sulfur-gold bond is a strong covalent bond with a high bond enthalpy of
418±25kJ/mol [53] and this well known bond has been measured at a force of 1.4±0.3nN
at loading-rates of 10nN/sec [54]. Bonds between biomolecules are generally weaker as
they are usually formed by Van der Waals forces which cause physisorption.
In this parallel embodiment, the gold electrode surface is covalently attached with
a theoretical MPTS molecule length of 0.77 nm [47] to the gold base electrode as in
Figure 13. The hydrophilic head groups of the MPTS point toward and are covalently
attached to the gold substrate, lowering the gold surface free energy. This can take up to
2 hours. Once the assembly is stopped via washing with distilled water and methanol as
previously described, and after an exposure of colloidal gold nanoparticles, an additional
SAM can be applied over the first as in Figure 15. The gold milliprobe (Princeton
Applied Research (formerly EGG) G0227), presents a round surface area 2 mm ±
0.2mm in diameter (0.0314 cm2). The gold milliprobe was meticulously polished with
alumina suspensions (1.0then rinsed with distilled water. The gold
surface was then carefully cleaned in piranha solution ( 3:1 sulfuric acid (H2SO4) and
30% hydrogen peroxide (H2O2)), which cleans off organic residues. [This is highly
reactive -- use with caution.] Since the piranha solution is a strong oxidizer, it will
remove organic matter, and it will also hydroxylate most surfaces (add OH groups),
making them extremely hydrophilic.
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Figure 25: The Antibodies are attached to the ends of the extended SAM’s after a last exposure of
colloidal gold nanoparticles.

Experiment A1-1: Comparison of gels needed to keep antibodies active
Multiple gels were compared for their various properties. Collagen gel was one
candidate. Also, the hydrogel, agarose, was tested in various mixtures. Finally, in a
novel mixture, glycerol was added to the gel in order to prevent drying out too rapidly,
and to keep the antibodies active. This hydrogel lasted the longest time (months) without
drying out. The glycerol-H2O-agarose (GHA) was mixed in a ratio of 1:1:.02 and
prepared as previously described for a hydrogel. EIS measurements were performed with
a DC bias of essentially zero and an AC amplitude of 10 mV. The frequencies were
swept from 100 KHz down to a frequency where the data was not longer significant (10
to 0.1 Hz), as the time for measurements rapidly increases at very lower frequencies.
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1.) Once the gel reaches a gelatin ous state, it cannot be readily
mixed, but the antigens can still migrate to the antibodies
through Brownian motion or move with electromotive force.
However, the time to migrate was reduced by placing the
functionalized electrode close to the surface of the media, so
that the path, after capture and entry, was minimized, as long as
the electrode remained immersed. Of course, this can be
accomplished in a liquid by placing the electrode near the
exposed surface of the media, but there would have to be some
sort of mechanism to lower the electrode as evaporation occurs
(to prevent drying out) and still maintain electrical contact with
the measurement circuit.
2.) The novel hydrogel did not dry out appreciably, when exposed
to air (even after months of exposure).
3.) The hydrogel is not too fluid, so it could be used in any
orientation.
Therefore, the optimum properties of the hydrogel were characterized. The
hydrogel held its shape and only dried out over an extended period of time
(approximately 5 months).
The next portion of the experiment involved using a gel formed by mixing 75 ml
of PBS and 7.6 g of collagen. The mixture was heated in a 1000 W microwave oven for
12 seconds. A platinum electrode and a bare gold electrode were used for measurements
of the gel as shown in Figure 24.
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Figure 26: EIS plots for glycerol and Collagen gel -- 2-probe.

The purpose of this portion of the experiment was to observe the contributions of
the various components of the electrode medium to the sigmoidal cyclic voltammetry and
EIS spectra. The voltage in the CV was cycled from -1 to +1 vdc.
Test 1: Collagen gel
a. At an ambient temperature of 22.8 oC, 75 ml of 10 mM PBS (PhosphateBuffered Saline) (pH 7.4) was added to 1 packet of Collagen gel (7.6 g). The
solution was heated in a 1000W microwave for 20 seconds and allowed to gel
in a Petri dish. A 2 probe EIS arrangement was used for measurements. The
gold milliprobe and a Ag/AgCl reference electrode (PAR K0265) was
positioned into the gelatin , 2 cm apart. EIS and Cyclic Voltammetry were
measured.
b. To the collagen gel , the redox couple, 5 mM K3[FeCN)6]/K4[Fe(CN)6 (redox
I and redox II ) was introduced and remelted by 40 seconds in the microwave
oven. EIS and Cyclic Voltammetry were measured.
c. To the Collagen gel of Test 1a, 5 ml of glycerol was added and remelted by 40
seconds in the microwave oven. EIS and Cyclic Voltammetry were measured.
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d. Finally, the redox couple above (redox I and redox II ) was introduced to the
collagen gel /Glycerol and EIS and Cyclic Voltammetry were remeasured.
Test 2: Collagen gel and Colloidal Gold
a. A solution of collagen gel was prepared as in Test 1a above, to which 1 ml
(as described above) of hydrotetrachloroaurate (colloidal gold) in dilute HCl
was added, heated for 40 seconds in a 1000W microwave oven, and stirred
continuously until near gelled, and allow to gel. EIS and CV were measured.
Test 3: Agarose Hydrogel plus Glycerol with Colloidal Gold
a. Test 1b was repeated, except using 0.2 g agarose instead of Collagen gel and 4
ml glycerol (the agarose did not dissolve completely, even after heating 40
seconds in a 1000W microwave oven, the agarose solution can only reach 2%
to 3% saturation.) EIS and CV were measured.
b. Colloidal gold was added to Test 3a as in Test 2a. EIS and CV were
measured.

Experiment A1-2: To compare successive building of the antibody
sensor FDC parts, in order to determine the contribution of the
electrical characteristics of the various coatings of the antibody
immobilization.
The hydrogel, colloidal gold, and colloidal gold with an MPTS monolayer were
applied to the electrode.
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For Aim 1
a. A bare Au electrode was cleaned and measured with EIS and cyclic voltammetry
in the presence of K3[Fe(CN)6]/ K4[Fe(CN)6] as a redox probe at room
temperature.
The gold electrode was polished with alumina slurries, cleaned through sonication in
distilled water for at least 30 minutes, immersed in piranha solution (a 2:1 mixture of
sulfuric acid (H2SO4) with hydrogen peroxide (H2O2)) for 5 minutes, and rinsed with
absolute ethanol. All electrochemical measurements were conducted in the presence of
(K4Fe(CN)6•3H2O), K3[Fe(CN)6]/K4[Fe(CN)6] (1:1, 5 mM) (salts potassium
ferricyanide/ferrocyanide) (aka potassium hexacyanoferrate(III)/hexacyanoferrate(II) ion)
(aka Prussian red /yellow prussiate of potash) in 20mM PBS (containing 0.1M KCl, pH
7.4) as a redox probe for electron transfer. Impedance measurements were performed
sweeping the frequency range from 100,000 Hz to 0.1 Hz., with 10 steps per logarithmic
decade, and an amplitude of 5 ma.
b. The electrode was coated with MPTS (3-mercaptopropyl)-trimethoxysilane in
ethanol at concentration 10-4 mol/L for formation of a SAM as illustrated in Figure 13, by
immersing in the MPTS sol-gel for 8 h at 22OC room temperature, and then rinsed with
water and absolute ethanol for 0.5 h to remove the physically adsorbed molecules.
The MPTS modified electrode was placed in the FTIR to verify the presence of
the SEM by analyzing the surface compounds [14]. The Au nanoparticles can attach
antibodies to them without having them lose their bioactive properties. Silica sol for the
self-assembly was prepared by dissolving MPTS, methanol, and 0.15M HCl in the molar
ratio 1:3:3. After stirring for 0.5 hr., 5 ml of methanol was added.
c.

The molecular components of the SAM were determined with the FTIR.
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d.

The SAM was measured with EIS and cyclic voltammetry.

e.

The solution was titrated with DTNB (5,5'-Dithio-bis-(2-nitrobenzoic acid),

(Ellman’s reagent -molecular weight: 396.35) and the results were assessed. This
indicated the number of thiols at the surface of the SAM.
A preparation was used of 50 ml Ellman's reagent (5, 5'-dithiobis-(2-nitrobenzoic
acid) or DTNB) (a chemical used for measuring the amount of thiol groups) and 2.5 ml of
a reaction buffer of 0.1 M sodium phosphate, pH 8.0, containing 1 mM EDTA
(Ethylenediaminetetraacetic acid) a crystalline acid chelator which binds to, and makes
unavailable, metal ions in a solution, and forms a sodium salt [44].
f.

Area and density were calculated.

g.

The time of exposure was increased to MPTS by one hour.

h.

The sequence from step c was repeated until the density did not increase from

previous iteration.
The MPTS sol-gel SAM was attached to the Au electrode as previously described.
At the end of the incubation period, non-specifically bound chains were flushed out with
distilled water. A colloid gold solution of nanoparticles was prepared and administered
as described previously [14].
Using the electrode of Aim 1, at the saturation point, more layers were assembled
with MPTS and measured with DTNB and EIS. The colloidal gold nanoparticles served
as subsequent targets of a new SAM extension layer of MPTS. The quantity of free
mercapto groups remained relatively constant as the monolayer chains were each being
extended, since they were on the end of the chains.
a.

The electrode was saturated as in Aim 1.
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b. Colloidal gold nanoparticles were introduced to the ends of the self-assembled
monolayers of MPTS.
c. The electrode was exposed to another MPTS self-assembled layer as above.
d. The coated electrode was measured with DTNB and EIS.
c. Go to step b.
Many factors affect the antibody/antigen conjugate formation. These include
concentration, pH, temperature, electrical potential, non-specific blockage, etc. By
keeping as many of these constant and controlled as possible, the concentration can be
made the measured dominant factor.

Experiment A1-3: Effects of diffusion time on gel covered gold disk
electrode characteristics
An electrode made of stainless steel mesh was placed on the top surface of the
previously described GHA hydrogel mixture. An MPTS/IgGab coated gold electrode
was positioned 2 cm below the top electrode under a layer of hydrogel. The specific
antigen was introduced on the top of the stainless steel mesh electrode. EIS
measurements were made between the electrodes for 30 minutes as the antigen diffused
through the hydrogel toward the bottom gold electrode and became positively detectable.
For Aim 1, a plastic eyedropper was cut off at the top and bottom as a container
for the gel based sensor. An electrode made of stainless steel mesh was placed on the top
surface of the previously described hydrogel mixture. This was a mesoporous/
macroporous hydrogel. In this instance, agarose 2% mixed with glycerol (the mixture
referred to as GHA) was used.
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An MPTS/IgGab coated, EG&G Princeton M0227 milli-probe with a 2 mm in
diameter gold pellet on the end, was positioned 2 cm below the top electrode under a
layer of gel (see Figure 25). The specific antigen was introduced on the top, near the
stainless steel mesh electrode. EIS measurements were made between the electrodes for
30 minutes as the antigen diffused through the hydrogel toward the bottom gold electrode
and became positively detectable.

Figure 27: Experimental setup for testing the parallel mode electrode.
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In this procedure, GHA gel was used to isolate the MPTS/antibody solution from
air, and still allow antigens to pass through by diffusion and attach as in Figure 26.

Figure 28: Antigens for conjugates on the specific antibodies.

Experimental Strategy for Aim 2
The research of this dissertation requires the integration of a number of areas of
science as explained in Chapter 2. In order to prove the validity of the results, a step-bystep sequence of experiments was identified and implemented. The results build upon
each other and also demonstrate the contributions of each component of the final
bioimmunosensor. As illustrated in Figure 18, the step-by-step experiments of Chapter 3
resulted in the development of the uniquely formulated hydrogel medium for the
functionalized parallel gold substrate electrode [51]. When the novel hydrogel (GHA)
identified and developed, it could be utilized is Aim 2 to develop a novel
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bioimmunosensor (Figure 27). In this chapter, that knowledge was extended upon, and
Aim 2 utilized same unique hydrogel by use with a new, novel type of electrode - the
linear/serial electrode. Experiments were designed and performed to measure each
individual component’s contribution to the overall measurement, including significant
combinational contributions. Experimental results were used from the literature if there
was a similar experiment previously documented.

Figure 29: Progression of experiments leading to the novel Linear/serial Electrode

Aim 2 Experiment Equipment
The equipment used for EIS and CV measurements was the same as used in
Chapter 3. All glassware in all experiments was cleaned with 50% strength HNO3
(diluted with water) for at least 12 hours, rinsed thoroughly with distilled water, and dried
prior to use.
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Aim 2 Materials and Methods
In the first step of the linear/serial embodiment, colloidal gold nanoparticles were
formed to provide a base of attachment and also act, in place of a redox couple, to
conduct ionic current.
The linear/serial embodiment of the FDC was constructed with four steps:
1. Colloidal gold nanoparticles are formed as the bases.
2. A self-assembled monolayer (SAM) of MPTS surrounds and
covalently attaches to the gold nanoparticles.
3. Antibodies (as capture molecules) are covalently attached to the ends
of the SAM[20].
4. The FDC is then implemented along a confining apparatus, in a
hydrogel, as described in Chapter 3.
Preparation protocol of Colloidal Gold Nanoparticle Suspension
The desired colloidal gold nanoparticle size is approximately 20-40nm. The
preparation of the capture molecules, colloidal gold with 20 nm diameter gold
nanoparticles [51], was performed as in Chapter 3.
Preparation protocol of MPTS Coated Colloidal Gold Nanoparticle Suspension
The preparation protocol of the MPTS covered colloidal gold was as follows:
1.) In a separate container, mix 20ml of the sol-gel MPTS, absolute
ethanol, and aqueous acid (0.1M HCl) at a molar ratio of 1:4:3.5 and
sonicate for 1 hour until it is a homogenous solution.
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2.) Mix 10ml of the solution (suspension) of colloidal 20 nm gold
nanoparticles, above, with 20ml of the solution from Step 1 of this
protocol, at room temperature, stirring gently for 10 seconds, and then
set in darkness for 12 hours. (Do not sonicate or disturb.) This will
attach the self-assembling monolayer (SAM) to the gold
nanoparticles. Each colloidal gold nanoparticle is covered with a
covalently attached, self-assembled monolayer of solgel MPTS, as
one might imagine toothbrush bristles on a basketball.
Preparation of Colloidal gold/MPTS/Antibody (CMA)
3.) Add 10ml of the antibody (IgGab 0.54 mg/ml) and gently rock for 4
hours.
5.) The results of Step 3 will be added to the confining entity after
construction of the bioimmunosensor.
The optical properties (reflection, diffusion, scattering, etc) of colloidal gold
cause a suspension of such to appear to be different colors depending upon the size of the
gold nanoparticles. The color of our colloidal gold was consistent with the color of a
suspension of 20 nm diameter gold nanoparticles (Figure 28).
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Figure 30: (Above) Colloidal Gold color vs. sizes (Source: nanoopticalmaterials.com)
(Below) Colloidal Gold produced by preparation protocol [51]

Experiment A2-1: Verification of the conformation of our FDC’s on
gold leaf for imaging with an AFM (Atomic Force Microscope)
An AFM (Atomic Force Microscope) (Veeco Instruments Innova AFM, bought
by Bruker AXS) (Figure 29) scan indicated the small conformation of the colloidal gold
particles which had been coated with an MPTS self-assembling monolayer. They were
placed upon a gold substrate and allowed to dry, forming a strong bond: nanoparticle
gold—MPTS—gold substrate.
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Figure 31: Schematic diagram of the main features of a Veeco Instruments multimode Atomic
Force Microscope.

The force acting on the tip for the Atomic Force Microscope was kept constant
by adjusting the z-position of the piezo scanner. This operation was called the constant
force AFM mode. It gave a topographic image. The topographical data reflected the
corrugation height of the sample surface, corresponding to the change in the movement
of the Z piezoelectric scanner in the constant force mode, while the lateral force was the
derivative of the cantilever torsion as the tip scanned obliquely, corresponding to the
friction characteristics of the surface. A laser beam reflected off the tip and a photcell
then measured the deflection of the tip. Feedback that was supplied to the piezoelectric
scanner that kept the force (cantilever deflection) constant. The AFM was used to scan
colloidal gold coated with MPTS sol-gel as represented by the center objects in Figure 30.
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By applying AC-voltage to the piezo scanner attached to the other end of the
cantilever, the AFM could be operated in the tapping mode.

Figure 32: Conceptual colloidal gold coated with MPTS sol-gel and antibody/antigens. (not to scale)
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Experiment A2-2: To compare conductivity of gel, colloidal gold, and
colloidal gold with an MPTS monolayer
A solution (suspension) of colloidal gold and colloidal gold with an MPTS
monolayer was tested electrically, as well as the gel alone, for a baseline or control.

Experiment A2-3: To determine the charge and mobility of the colloidal
gold nanoparticles, with, and without a MPTS monolayer coating
An electrophoresis of the colloidal gold was performed. This determined the
charge (e.g. if the nanoparticle moved toward, away, or neither (did not move) relative to
the positive and negative electrodes of the electrophoresis chamber) and mobility of the
nanoparticles as their speed of travel is observed.
Electrophoresis was performed as follows:
A gel was prepared mixing 0.3 g of agarose (type VI hi temp Sigma
A3893) with 20 ml of TBE x1 buffer. After thorough mixing the solution
was heated for 30 seconds in a 1000W microwave oven, then poured into
the EPU chamber. Lane 1 was loaded with colloidal gold (20nm
diameter). Lane 2 was loaded with the same colloidal gold coated with
MPTS. (see Figure 31)
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Figure 33: Electrophoresis: Top left – Colloidal gold in larger bottle, CG with MPTS in smaller,
Top right-experiment setup, Bottom-Lane 1 (upper) CG, Lane 2 (middle) CG/MPTS

MATLAB and the software language R were utilized in the computation of
statistics. Microsoft EXCEL was utilized in the preparation of the graphs, along with the
EIS software CORRWARE.
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Results of Aim 1 Experiments
Experiment A1-1: Comparison of gels needed to keep antibodies active
Test 1: Collagen gel

Figure 34: Cyclic voltammetry plot for Collagen gel in PBS

Cyclic voltammetry revealed a negligible amount of polarization in Figure 32.
Figures 33 & 34 show the Nyquist, Bode, and CV plots for collagen gel. The 45o
Nyquist plot trace indicates that the collagen gel was fairly conductive. This would not
be the best choice for the medium for the research as it would tend to “short out” or
overwhelm the capacitance change measurements of interest.
Figures 35 - 37 show similar results for addition of PBS and glycerol to the gels.
Figure 38 indicates that the addition of a redox couple (trace c) was not necessary for
obtaining EIS results, and therefore, because the redox couple could affect the
conjugation process, it was eliminated from the system.
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Figure 35: EIS plots for collagen gel in PBS

Figure 36: Cyclic voltammetry plot for PBS/Collagen and redox probe

The cyclic voltammetry sweeps of the PBS/Collagen and redox probe differ slightly
because the oxidation and reduction reactions of the PBS/Collagen at the electrode
surface did reverse completely [52]. The microcell used for this experiment did not allow
for mixing of the contents, which would produce nearly identical sweeps.

71

Figure 37: EIS plot for PBS/Collagen gel with a redox probe couple

Figure 38: EIS plots for glycerol and Collagen gel-- 2-probe.
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Figure 39: Cyclic voltammetry plot for a-Glycerol (vertical line through 0,0),
b-Collagen gel, c-with redox I and redox II

Figure 40: EIS plot for a-Glycerol, b-w/collagen gel, and c- w/collagen gel with redox I and redox II
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Test 2: Collagen gel and Colloidal Gold

Figure 41: CV plot for PBS/ collagen gel, and colloidal gold

PBS was substituted for distilled water in the collagen gel to see if there was a
beneficial effect for the gelatin electrical characteristics. As can be seen in Figures 39 &
40, the substitution did not make a significant difference.
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Figure 42: EIS plots for PBS/ collagen gel, and colloidal gold

Test 3: Agarose Hydrogel plus Glycerol with Colloidal Gold

Figure 43: CV plot for Agarose/Glycerol, and colloidal gold
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Figure 44: EIS plots for Glycerol/Agarose, and colloidal gold

Figures 41 & 42 show that the Glycerol/Agarose with colloidal gold produced the
best results without a redox couple necessary because the Z” zero intercept was easily
discernible.

Experiment A1-2: To compare successive building of the antibody
sensor FDC parts, in order to determine the contribution of the
electrical characteristics of the various coatings of the antibody
immobilization.
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Figure 45 EIS colloidal gold coated (with/without MPTS) / IgGab antibody / IgG antigen
and IgGab/IgM non-specific antigen

Figures 43 & 44 show how successive layers of the biosensor affect the EIS
readings and how antigens lowered impedance in initial experiments with specific
antigens having the greatest changes.

Figure 46 Colloidal gold coated with MPTS / IgGab antibody / IgG antigen
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Figure 47: Cyclic Voltammetry plots of progressive layer of functionalization of an electrode.

The cyclic voltammetry measurements showed a progressive effect of the addition
of layers to the electrode as hydrogel, colloidal gold, and colloidal gold with an MPTS
monolayer, and antigen, were applied.
The previously described results shown, verified that a MPTS self-assembled
monolayer could be applied to the gold electrode and quantified by FTIR and visible
spectrophotomer. In a further test, the preparation of DTNB was scanned with a visible
light spectrophotometer to provide a baseline or blank. The MPTS-coated Au foil then
was put into the solution of DTNB. Ellman’s Reagent is useful as a sulfhydryl assay
reagent because of its specificity for -SH groups at neutral pH and short reaction time.
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At various intervals, the DTNB solution was rescanned on the spectrophotometer
(see Figures 46 & 47).

Figure 48: Spectrophotometer baseline or blank reading.

Figure 49: The preparation of DTNB was scanned with a visible light spectrophotometer to provide
a baseline or blank. At various intervals, the DTNB solution was rescanned on the
spectrophotometer.
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The MPTS/DTNB coated Au foil was also scanned with the FTIR with the results
shown in Figure 48. The important information to observe in the plots are traces b & d.
Trace b shows the FTIR spectrum for the coating applied to the gold electrode after the
MPTS exposure. Trace d is a standard trace of MPTS. The similarity of the spectrums
show that the coating applied to the gold electrode is consistent with MPTS.

Figure 50: Plot a shows the bare Au electrode, b after MPTS coating, c following DTNB testing,
which is consistent with d representing the standard MPTS IR spectrum.

Experiment A1-3: To determine the charge and mobility of the colloidal
gold nanoparticles, with, and without a MPTS monolayer coating
The colloidal gold shows that it had a slight negative charge since it moved
toward the positive electrode in the electrophoresis chamber at a rate of 2cm/hr. When
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the particles were coated with MPTS, they did not move, showing that the molecules then
had a neutral charge. The MPTS did make the particles slightly larger, but not enough to
stop movement through the hydrogel completely.

Discussion
A forced air delivery system could have been employed, but was not in this
experiment; gravity and an eyedropper were utilized. In this experiment, we were
looking for a binary yes/no result. The representative shape and differential magnitude
of the EIS plots eliminate false positives.
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Figure 51: EIS plots for parallel electrode antigen migration through GHA over time

The decrease in Z’ over time showed that antibody/antigen conjugation was being
detected. The successful results of Aim 1 have proven that my novel GHA hydrogel was
a viable medium for the basis of an immunosensor which could be exposed to air in any
orientation and capture antigens which can be detected with a specific antibody
functionalized electrode. The diffusion rate, added to the conjugate reaction time, took
over 30 minutes, so another development would be necessary to obtain more rapid
indication of specific antigens being present. This was the goal of Aim 2.
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CHAPTER 4
AIM 2: TO DEVELOP A NOVEL LABEL-FREE
IMMUNOSENSOR FOR SPECIFIC AIRBORNE
ANTIGEN DETECTION … IN A NON-LIQUID
MODIFIED HYDROGEL ENVIRONMENT
WITH A LINEAR/SERIAL
CONFIGURATION
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AIM 2: TO DEVELOP A NOVEL LABEL-FREE IMMUNOSENSOR
FOR SPECIFIC AIRBORNE ANTIGEN DETECTION USING
IMMOBILIZED ANTIBODIES ON A SOL-GEL SELF-ASSEMBLED
MONOLAYER ON GOLD NANOPARTICLES
IN A NON-LIQUID MODIFIED HYDROGEL
ENVIRONMENT WITH A LINEAR/SERIAL
CONFIGURATION

Introduction
The main challenge of the sensor measurements in Aim 1 was the length of time
of measurements. That time is composed of two parts. One part is the latency time and
the other is the biological reaction time. The latter is quite short (fractions of a second),
but the latency for the antigens to physically meet with their specific antibodies, is too
long in many applications (30 minutes or more.) Therefore, a more efficient electrode
configuration needed to be developed.
The impedance characteristics of our parallel bioimmunosensor of Chapter 3
involved mainly those of the double layer electrical characteristics of the surface of the
gold substrate electrode. We refer to this configuration as parallel because the ionic
currents flow in parallel through the “forest” of the MPTS self-assembled monolayer
molecules attached to the gold substrate at one end and has either antibodies (with or
without antigens conjugated), or blocking substances such as BSA, or no attachments, or,
in the majority, gold nanoparticles with antibodies attached [29]. The overall current
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flow is the sum of the individual currents, which can each vary in magnitude as they
encounter different impedances i.e. the various molecules and conjugates on the end of
the MPTS.
Aforementioned, was the challenge of latency time to get antibodies and antigens
together. Because of the long time shown in Chapter 3 results, concerning the time of
diffusion through the modified hydrogel, this time had to be shortened. The obvious
solution is to bring the electrode closer to the outer surface of the hydrogel. However, if
the fixed substrate electrode was simply moved to the surface, if would not be long
before evaporation would leave it “high and dry” in the air. For this reason, a new type of
electrode was needed to be able to float on top of, or just under, the surface of the
modified hydrogel, and thus be able to stay at that relative position, while minimizing the
distance to the environment antigens, therefore the time of diffusion.
In this chapter, we address a novel configuration of electrodes, or, perhaps more
appropriately, ionic conductors, which we call the linear/serial configuration, because the
ionic current flowed through these conductors, one after another, in a serial fashion.
Each of these conductors was a gold nanoparticle with its own double layer
characteristics, i.e. Stern layer, as they each had a separate coating of an MPTS SAM
with attached antibodies, and, potentially, antibody/antigen conjugates [33]. With the
colloidal gold contained mainly in a confining entity, the significant portion of the ionic
current had to travel along the colloidal gold route and encountered antibody/antigen
conjugate impedance, when present, all along the conduction path. This greatly
amplified the impedance influence on the EIS measurements, increasing the sensitivity of
the bioimmunosensor.
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When using the single gold electrode, the vast majority of the reactions of interest
are in the close proximity of the surface of the electrode. The Stern layer dominates the
electrical sensitivity and when the ions in solution are forced to flow through the single
small surface layer, detection of changes in the capacitance of the layer is possible
because the signal is well above the noise level [35].
A novel approach was taken to amplify the signal by using colloidal gold as the
ion conductor replacement to the redox mediator, instead of the prior art use as a
backfiller [49]. The colloidal gold particles were also coated with MPTS monolayers and
effectively had thousands of Stern layer and surface effect conditions. These were
operating in tandem mode as opposed to the single mode of the one gold electrode
surface and therefore increase, or amplify, the output signal of the FDU.

Methods
Experiment A2-4: Determination of the conductivity and impedance
characteristics of the colloidal gold complex along a confining entity.
Electric current, through ions, needs to be directed along a path of coated gold
nanoparticles of the FDC to be effective and obtain useable detection measurements.
Therefore, in order to keep the nanoparticles in line, a confining entity was needed. In
the parallel embodiment, the gold electrode was the base. In this linear/serial
embodiment, to effect the serial arrangement, a thin thread or string-like material was
utilized by soaking it with the MPTS coated colloidal gold solution (suspension.) (see
Figure 50.) The conductivity and impedance characteristics were then measured over
applicable voltage and frequency ranges to provide a baseline for comparison to the
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electrical characteristics, after exposure to non-specific and/or specific conjugating
antigens. Thereafter, the delta measurements were evaluated to determine if specific or
non-specific antigens were present.

Figure 52: Linear/serial experiment setup with CMA electrode.

Experiment A2-5: Determination of the concentration of a given
antibody solution
Antibodies that are produced in animals are commercially available. They can be
labeled (tagged) in various ways [39]. Since the production is in the body of the animals,
even after external purification, the concentration is generally indicated by the supplier,
in a given range. The antibodies were labeled with FITC (fluorescein isothiocyanate.) In
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order to determine the exact concentration, a spectrophotometer was used. Once the
initial concentrations were determined, the solutions could be diluted to any desired
concentrations. The antibody samples measured were Anti-Human IgG FITC antibody
produced in goat affinity isolated antibody, buffered aqueous solution. Sigma F9512 and
Anti-Human IgM (µ-chain specific) FITC antibody produced in goat affinity isolated
antibody, buffered aqueous solution. Sigma F5384.

Experiment A2-6: Determination of the EIS characteristics of a
refinement of the confining entity with the introduction of an attached
antibody
In the linear/serial embodiment, the thinner the conduction path is, the more the
amplification of the detection ability becomes since the antigen-antibody conjugates
represent a larger percentage of the cross sectional area of the conduction path. In
practicality, the electrical impedance characteristics of the conjugates must be unique
(compared to pre-conjugation, and non-specific antigen introduction), detectable, and
repeatable for the immunosensor to be specific and sensitive [40].
Measurements were taken with a thin 2.5 cm thread alone, in gel with PBS buffer
added (at each stage), with the FDC solution (suspension), and, finally, after exposure to
a specific antigen. At an ambient temperature of 22.9 ºC, a cotton-polyester thread 23A
(J&P Coats) was strung between electrodes on glycerol-hydrogel (GLYGEL) in a loop.
EIS was measured.
One side of the thread loop was then saturated with colloidal gold with an MPTS
SAM with IgGab antibodies attached to the top of the SAM layer (CG/MPTS/IgGab).
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EIS was measured. PBS buffer was added to that side of the thread loop and EIS was
measured. Then, the other side of the thread loop was saturated with CG/MPTS/IgGab
and EIS was measured.
To that end of the thread, PBS buffer, with the IgG was added to the solution, and
EIS was measured.

Experiment A2-7: Determination of the EIS characteristics of the
introduction of specific and non-specific antigens to the FDU
(FDE=CG/MPTS/IgGab)
The FDU was separately subjected to specific, and non-specific, antigens in a
saline (NaCl) solution, which was used to reconstitute the antigens per Sigma instructions.
At an ambient temperature of 20.3 ºC, a reconstituting solution of 150nM NaCl was
prepared per supplier specifications for the IgG antigen (Sigma F9512 Anti-Human IgG
MSDS FITC antibody produced in goat.) was prepared. Preparations were produced by
adding 3 µg IgG into 1ml of 150nM NaCl (heretoforth referred to as solution IgG(1)).
Also prepared was a non-specific solution of IgM (Sigma F5384 Anti-Human IgM
MSDS (µ-chain specific)-FITC antibody produced in goat) by adding 3 µl if IgM into
1ml of 150nM NaCl. A direct comparison was performed of the resulting EIS
characteristics.

Experiment A2-8: To compare successive building of the antibody
sensor FDC parts, in order to determine the contribution of the
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electrical characteristics of the various coatings of the antibody
immobilization scaffolding
The construction of the FDC was analyzed thoroughly by electrical EIS and
cyclical voltammetry measurements and at each step and compared to previous steps.
This aided in the development of improvements and fine tuning of the complete sensor.

Experiment A2-9: Effects of length of conductor on colloidal gold
(CMA), and CMA with antigen IgG.
At an ambient temperature of 19.6 ºC, 8 ml of colloidal gold solution was
mixed with 2 ml MPTS solution [hereto forth referred as GM]. GHA gel was prepared as
previously described. CG-MPTS and IgGab was prepared and placed in dark for 7 hours
[solution mix hereto forth referred to as CMA.] Tests were performed by soaking the
lengths of thread strung between the conductors shown with 10 µl of CMA and EIS was
measured. Then, 10 µl of IgG was added, and EIS was measured.
Various lengths of thread were soaked with various combinations of GMI and IgG
were tested. The table in Figure 51 was applied:
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Test

Length x

GMI x 10

GMI x 10

thread

cm

µl

µl

1

1

1

1

2

1.5

1

1

3

2

1

1

4

2

1.5

1

5

2

2

1

6

2

2

2

7

1.5

1.5

1

8

1.5

1.5

1.5

Figure 53: Table of lengths of conductors to measuring the impedance (EIS)

Experiment A2-10: Effects on EIS impedance results over time after the
introduction of specific antigens to the FDU.
The reaction of the antibody/antigen conjugate was quite rapid with the thread
confinement at the surface of the gel (<5 seconds) though practically, it was about 45
seconds before a measurement could be completed. A thread-like material was saturated
with a solution/suspension of capture molecules (10l), with the capture molecules
permeating the pores of the thread-like material that was positioned on the surface of an
electrolytic or non-electrolytic gel.
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In the parallel embodiment, diffusion was much less of a factor, since the FDC’s
were immobilized with covalent bonds. As long as the FDC’s were confined to the
thread, the detection signal was amplified. However, over time, the FDC’s diffused into
the hydrogel and the signal (electrical characteristics) between the electrodes moved back
toward equilibrium, and positive detection of the antigens was impeded. Readings were
taken approximately every 2-5 minutes, which is the time required for our measuring
equipment to sweep through the EIS frequencies of interest.

Experiment A2-11: Determination of the selectivity of the
CG/MPTS/IgGab FDU in a range of concentrations of specific and nonspecific antigens
In the first test, IgGab antibodies were attached to MPTS coated colloidal gold
nanoparticles (CG/MPTS/IgGab)[CMA], and then exposed to non-specific IgM of
medium concentration.
In a second test, low a concentration of non-specific IgM was used as in the
previous test.
Finally, the third test was to show that the FDU is capable of operation
independent of the order of exposure, by starting with antigens and adding antibodies,
then vice versa.
The IgM was diluted 3 µl into 1 ml of 150 mM NaCl for a solution indicated as IgM(1).
The IgG(1) was measured by a spectrophotometer to be a concentration of 0.54 mg/ml.
Test 1: Introduction of IgM of Medium Concentration to the CMA FDU
a. Baseline 10 µl of CG/MPTS/IgGab (CMA) solution.
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b. Add 10 µl of IgM(0.1)
Test 2: Introduction of IgM of Low & High Concentrations to the CMA FDU
a. Baseline 10 µl of CMA solution.
b. Add 10 µl of IgM(0.01)
Test 3: Effects of Antibody/Antigen Order to the CMA FDU
a. Baseline 10 µl of IgG (1) solution.
b. Add 10 µl of IgGab.
c. Add 10 µl of IgG (1) solution.
d. Add 10 µl of IgGab.

Experiment A2-12: Determination of the sensitivity and detection limits
of the “Facilitating Detection Unit” (FDU) of the device
IgGab antibodies were attached to MPTS coated colloidal gold nanoparticles
(CG/MPTS/IgGab or CMA), then, exposed to specific IgG of decreasing concentration to
the point of non-detection. The pseudo-linear portion of response was then plotted and
used for calibration. Effects of non-antigen influence were filtered from the results.
Sensitivity is the amount of sensor output change per measured quantity changes.
An ideal sensor has a linear output, and therefore the sensitivity is defined as the ratio
between output signal and measured quantity. In practice, a sensor typically approaches
linearity in its rated range, which will be determined by this experiment. Literature
reports a linear calibration in the range of 8.3–2128 ng/ml and detection limits of 3.3
ng/ml plotted against the logarithm of the antigen concentration [14]. This research is
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concerned with detecting the higher levels of concentration that would be toxic to the
environment of man, animals, and plants.
IgG was prepared in 5 dilutions of 1:10:100:1000:10000 for the sensitivity
experiments.

Experiment A2-13: Determination of the characteristics of air transfer
to the FDU
A dry antigen was introduced to the immunosensor. The EIS measurements
showed how the diffusion and migration of the rehydrated antigen patterned the
movement toward the antibodies for a detectable conjugate action. The FDU was set up
as in the previous experiment. An EIS reading was taken with the bare thread only. After
introducing 20 µl of CMA to the thread, another EIS reading was taken. A small amount
(2 mm3) of powdered antigen (IgG) was sprinkled on the FDU. EIS readings were taken
at 5-10 minute intervals.

Experiment A2-14: Use of differential measurements to eliminate
background non-specific interference of contamination
In our case, the immunosensor background interference consisted mainly
of non-specific contamination. This affected the output and it was advantageous to have
the effect filtered or cancelled out. That left any specific results. In this experiment, two
immunosensors were utilized, with differing antibodies attached to the CG/MPTS
monolayer.
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The construction of the FDC was analyzed thoroughly by electrical EIS and
cyclical voltammetry measurements and at each step and compared to previous steps.
EIS was run on:
1.

cAu20 (Colloidal 20nm gold nanoparticle) solution

2.

cAu20 solution plus a monolayer of MPTS

3.

IgGab antibodies attached directly to cAu20

4.

IgGab antibodies attached to the ends of a monolayer of MTPS which was
attached to cAu20

The gel used consisted of 100 ml of glycerol and 7g of agarose (7%) prepared as
previously described, here forth referred to as GLYGEL.
Incubation times of the IgGab in samples 3 & 4 were 2.5 hr.

Results
Experiment A2-1: Verification of the conformation of our FDC’s on
gold leaf for imaging with an AFM (Atomic Force Microscope)
A scan with an AFM (Atomic Force Microscope) (the Veeco Innova AFM,
bought by Bruker AXS) verified the typical size and shape of our FDC’s colloidal gold
nanoparticle and its MPTS layer. A drop of the CG(Colloidal Gold)/MPTS solution was
immobilized by evaporation on gold leaf before the scan. Figure 52 shows the results of
the scan. The gold nanoparticle size was approximately 20 nm. Also, consistant with
colloidal gold nanoparticles of that size, the shape had become a slight ellipsoid. Smaller
gold nanoparticles were generally spheres.
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Figure 54: Constant Force Mode image (5m x 5m) from the Atomic Force Microscope (AFM) of
the 20 nm colloidal gold nanoparticles with a self-assembled monolayer (MPTS) attached.
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The AFM data shows that the physical assumptions of the colloidal gold and MPTS are
consistent with the data values used in the experiments. The conjugates formed when the
antigens are introduced would facilitate ion and electron transfer through the GNP’s to
lower the real impedance value.

Experiment A2-2: To compare conductivity of gel, colloidal gold, and
colloidal gold with an MPTS monolayer
A solution (suspension) of colloidal gold, and colloidal gold with an MPTS
monolayer was tested electrically, as well as the gel alone, as a baseline.

Figure 55: EIS plots of Glycerol-agarose, GA with colloidal gold, and with MPTS
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The glycerol-agarose hydrogel was a relatively poor conductor. This was
desirable in the situation, because that means that it will have a higher resistance, and
therefore, less contribution (bulk resistance) to the overall resistance; this also
strengthened the case for the 2-probe EIS system in our project.

Experiment A2-3: To determine the charge and mobility of the colloidal
gold nanoparticles, with, and without a MPTS monolayer coating
The colloidal gold, electrophoresis lane, produced a red band that migrated in the
gel. The MPTS coated colloidal gold did not seem to migrate at all, over several hours.
This proves that the plain colloidal gold was negatively charged (migrated toward the
positive electrode.) The CG migrated 1 cm toward the positive electrode in .5 hr, so the
migration rate was approximately 2 cm/hr. This explained why the gold nanoparticles
stayed in suspension as the negatively charged particles repelled each other.
The MPTS surrounded the colloidal gold, and also clumped the gold nanoparticles
together, which caused the deep red color to turn milky pink. These particles became too
large to easily move through the gel. The MPTS also added a slight positive charge,
neutralizing the negative CG charge, which further inhibited movement toward the
positive electrode.
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Experiment A2-4: Determination of the conductivity and impedance
characteristics of the colloidal gold complex along a confining entity.
At ambient temperature of 21.8 ºC, and using GLYGEL, a small Pyrex dish was
¼ filled with glycerol and heated (melted) and the gel was poured over the glycerol. Two
stainless steel mesh electrodes were embedded into the liquid hydrogel, which was
allowed to cool and solidify. EIS was measured with a two probe arrangement using the
stainless steel mesh electrodes. A 2.5 cm piece of thread was saturated with CG and
placed on top of the gel between the bases of each electrode (on the gel above each
electrode base, but not touching the metal.) EIS was measured. Then, another 2.5 cm
thread was soaked in colloidal gold that had an MPTS SAM (Self Assembling
Monolayer) grown on the gold nanoparticles. The previous thread was replaced with this
one and EIS was measured. (A bare thread only was tried, but it dried too fast for stable
measurements).
The EIS plots for the plain GYLGEL are shown, and with a 2.5 cm thread.
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Figure 56: Formulated Glygel (top) and Glygel with CG on bottom.

Figure 54 clearly show that the CG increases conductivity of the serial electrode.

Experiment A2-5: Determination of concentration of an antibody
solution
The IgGab concentration was determined by a NanoDrop spectrophotometer to be
2.5 mg/ml measuring the peak absorbance at 230 nm. The IgMab concentration was
determined by a NanoDrop spectrophotometer to be 4.1 mg/ml.

Experiment A2-6: Determination of the EIS characteristics of a
refinement of the confining entity with the introduction of an attached
antibody
A conjugate of the IgGab and IgG antigen was formed and significantly decreased
the impedance Z as shown in Figure 55. The right three traces are before the antigen IgG
was introduced (3 traces over time); the left three traces are after the IgG was introduced.

100

Figure 57: EIS of Serial electrode

Experiment A2-7: Determination of the EIS characteristics of the
introduction of specific and non-specific antigens to the FDU
(FDE=CG/MPTS/IgGab)
Surrounding the active centers of most oxidoreductases are considerably thick
insulating protein shells, which block the electron transfer between the electrodes and the
active centers, and cause poor analytical performances of electrochemical
bioimmunosensors without electron transfer mediators. However, gold nanoparticles can
improve the electron conductivity between the active centers of proteins and
electrodes[61]. (see Figure 56 & 57)
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Figure 58: EIS was measured before and after the introduction of a specific antigen.
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Figure 59: EIS was measured over time. Antigen was introduced at time t5.

Experiment A2-8: To compare successive building of the antibody
sensor FDC parts, in order to determine the contribution of the
electrical characteristics of the various coatings of the antibody
immobilization scaffolding
In prior biosensors, the antibodies were immobilized by attaching them,
directly or indirectly, to a stationary substrate. In our linear (serial) process, the
antibodies were attached to the ends of a self assembling monolayer of MPTS that was
covalently attached, by disulfide bonds, to the colloidal gold nanoparticles, themselves;
the nanoparticles were free to move about in a confined space, so that the coated particles
acted like, and replaced, the need for redox substances. (see plots in Figure 58)
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The ions in the solution transferred electrons from particle to particle, so that the
serial string of the nanoparticles acted as a conductor of electricity. Each nanoparticle
had the same properties of the previously mentioned stationary substrate electrodes, but,
since the capture surface for the antigens was spread out in a serial fashion (on the
nanoparticles), the antigens did not have to travel to the previously mentioned coated
substrate electrode to be detected. Thusly, the presence of a small amount of antigen
changed the electrical properties of the sensor sooner, and detection was accomplished
more rapidly; since the impedance/conductance was affected by the surfaces charges, the
Stern layers surrounding each colloidal gold nanoparticle, the antibody/antigen conjugate
had an impedance altering effect anywhere along the ionic current path, rather than just at
the previously mentioned coated substrate electrode.
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Figure 60: EIS plots of a progressive building of an FDU.

Experiment A2-9: Effects of length of conductor on colloidal gold (GMI),
and GMI with antigen IgG.
The results showed that there was negligible difference in impedance within the
length range.

Experiment A2-10: Effects on EIS impedance results over time after the
introduction of specific antigens to the FDU.
As long as the FDC’s were confined to the thread, the detection signal was
amplified. However, over time, the FDC’s diffused into the hydrogel and the signal
(electrical characteristics) between the electrodes moved back toward equilibrium, and
positive detection of the antigens was impeded. Readings were taken approximately
every 2-5 minutes, which was the time required for our measuring equipment to sweep
through the EIS frequencies of interest as shown in Figure 59.
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Figure 61: EIS showing the impedance change over time. The IgG antigen was introduced at t5.

Experiment A2-11: Determination of the selectivity of the
CG/MPTS/IgGab FDU in a range of concentrations of specific and nonspecific antigens
IgGab antibodies were attached to MPTS coated colloidal gold nanoparticles
(CG/MPTS/IgGab)[call it CMA], and then exposed to non-specific IgM of medium
concentration. In a second test, low and high concentrations (these were combined in one
test, because they would not significantly alter the measurements of the high
concentration because they overwhelmed the low concentration.)
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In the third test, a different specific antibody—antigen pair (IgMab—IgM) was
measured for their electrical characteristics, showing that a different FDE could produce
similar results.
Finally, the fourth test was to show that the FDU is capable of operation
independent of the order of exposure, by starting with antigens and adding antibodies,
then vice versa.
The concentration of IgM = 5.79 mg/ml as determined by a spectrophotometer (at
the peak absorbance at 230 nm), which utilizes the Beer-Lambert law:

A=bc

(Eq. 4.1)

where
A

absorbance = log10 P0 / P unit less



the molar absorbtivity with units of L mol-1 cm-1

b

the path length of light through the sample in centimeters

c

the concentration of the compound in solution, expressed in mol L-1

The tests and results of the EIS measurements were as in Figures 60–62.
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Test 1: Introduction of IgM of Medium Concentration to the CMA FDU

Figure 62: (a) Baseline 10 µl of CG/MPTS/IgGab (CMA) solution, (b) Add 10 µl of IgM(0.1)

Test 2: Introduction of IgM of Low Concentration to the CMA FDU

Figure 63: (a) Baseline 10 µl of CG/MPTS/IgGab (CMA) solution, (b) Add 10 µl of IgM(0.01)
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Test 3: Effects of Antibody/Antigen Order to the CMA FDU

Figure 64: (a) Baseline 10 µl of IgG, (b) add 10 µl of CG/MPTS/IgGab (CMA) solution
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Experiment A2-12: Determination of the sensitivity and detection limits
of the “Facilitating Detection Unit” (FDU) of the device

Figure 65: EIS plots of adding cumulatively, (a) empty confining entity,
(b) colloidal gold with MPTS and IgGab, (c) IgG

Figure 63 shows the contributions to the EIS impedance measurements of the
parts of the serial CG electrode. The EIS plots utilizing the serial colloidal gold, MPTS
coated, nanoparticles in a confining entity are shown for a range of antigen
concentrations in Figures 64-67, with the numerical results in the table in Figure 68. The
EIS plots of CG/MPTS/Antibody serial electrode (CMA) were as shown in Figure 67. At
t0, there is only the confining entity for the electrode. At t3, the CG/MPTS/IgGab was
introduced as the electrode. At t6, the antigen IgG was introduced. Times t6 and t7
showed a small diffusion toward equilibrium. The Z” zero intercept was consistently at a
frequency between 3.2KHz and 5.0 KHz.
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Figure 66: EIS plots of CG/MPTS/Antibody serial electrode (CMA),
Antigen=5.4 mg/ml at times (tn) (Antigen introduced at t7)

Figure 67: EIS plots of CG/MPTS/Antibody serial electrode (CMA),
Antigen=0.54mg/ml at times (tn) (Antigen introduced at t6)
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Figure 68: EIS plots of CG/MPTS/Antibody serial electrode (CMA),
Antigen=54g/ml at times (tn) (Antigen introduced at t3)

Figure 69: EIS plots of CG/MPTS/Antibody serial electrode serial electrode (CMA),
Antigen=5.4g/ml at times (tn) (Antigen introduced at t6)
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Figure 70: Table of EIS data for CMA for concentrations of IgG antigen
(log of ratio of impedance changes was referenced to IgG 540 ng/ml)

Figure 71: Log plots of IgG ratio to ref concentration vs. log change in
impedance. All measurements were performed in 10 mM PBS (pH 7.4)
(referenced to IgG 540 ng/ml)
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The EIS measurements of impedance of the monolayer and colloidal nanogold
reveal that as the extension of the monolayer-conjugate attachments were added to the
colloidal gold particles, the impedance was decreased. This may have been caused by the
alignment of attachments allowing greater ion/electron transfer. The linear regression plot
utilizing least squares analysis is shown in Figure 69.
The linear regression equation, with a sensitivity of 0.33 was:
Log  Z’ = 0.33 Log ratio (IgG concentration to ref) + 2.80

(Eq. 4.2)

The sensitivity of the linear/serial sensor arrangement was determined by
subjecting the sensor with CMA to varying concentrations of specific antigens. Between
the lower limits of detection and the saturation point, there existed a pseudo-linear region
that was used for calibration of the bioimmunosensor [42]. The CMA with IgGab was
measured with EIS in the range of frequencies from 100 kHz to 100 Hz. Multiple
readings were taken at active points in the experiment. The initial readings were without
CMA, just the confining entity, in this case, polyester thread. The thread was tightly
wrapped, around and between, two stainless steel mesh electrodes approximately 1.5 cm
apart (see Figure 50). Per results in Experiment 9, the distance, within one standard
deviation, did not significantly affect the EIS readings with a given volume of CMA.
The CMA was prepared as described above, with a 1:2:1 ratio of 20nm colloidal
gold to MPTS to 0.25 mg/ml IgGab. Each concentration test was performed with 20l
of CMA and included an EIS reading immediately after introduction to the polyester
thread. After the initial drop in real impedance, multiple EIS readings were taken over
the next few minutes as the FDU reached equilibrium at a slightly higher real impedance
value. This was caused by repulsion of the negative charges of the CMA nanoparticles
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and diffusion into the GHA hydrogel [43]. A known concentration of antigen (10 l of
IgG) was then introduced onto the FDU and multiple readings of EIS were taken over
several minutes as the real impedance value moved upward toward equilibrium. Given
the predominantly cationic or positive surface charge of the IgGab, the anionic or
negatively charged antigen IgG conjoined with the antibodies, reduced the distance
between molecules, and increased the capacitance of each nanoparticle.
The AC impedance of a capacitor is called capacitive reactance. It decreases
with increasing frequency and increases with decreasing plate distance [45]. This result
is commonly expressed in polar form, as


1 j2
Z capacitor 
e
C

(Eq. 4.3)

or, by applying Euler's formula, as

Z capacitor   j

1
1

C jC

(Eq. 4.4)

Capacitance of an entity can be calculated if the geometry of the conductors and
the dielectric properties of the insulator between the conductors are known. For example,
the capacitance of a parallel-plate capacitor constructed of two parallel plates both of
which have area A separated by a distance d (see Chapter 2).

C   r 0

A
d

(Eq. 4.5)

However, the geometry of the antibody/antigen conjugate is very complex and
therefore, we rely upon empirical measurements.
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Our EIS detection becomes non-linear below 5.4 g/ml and above 5.4 mg/ml,
this being our linear sensitivity range. Our detection limit was 5 g/ml, when plotted
versus the log of the ratio of antigen concentration referenced to 540 ng/ml.

Experiment A2-13: Determination of the characteristics of air transfer
to the FDU
The results showed an initial latency of 0.2 minutes, and then a gradual decrease
in impedance over the next 45 minutes.

Figure 72: EIS plot over time, CMA:IgGab introduced at time t1,
dry IgG antigen from air introduced at time t2.
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To prove that the CMA was not producing the decreasing impedance, a
test was run with the CMA alone and not adding antigen. The results, in Figure 71,
showed that, over time, the impedance contribution was actually an increase in
impedance or, in this case, capacitive reactance, as given by the following equation:
Xc = 1/C

(Eq. 4.6)

Since the antigen was hydrophilic and became reconstituted and/or hydrolyzed
when entering the hydrogel, it is hypothesized in the dissertation that the results of the
concentration calibrations in liquid are the same, on a molecular basis, as those would be
from starting with dry antigens in air.
To be efficient, a fan or other air flow device would be utilized to expose the FDU
to a greater amount of antigen, if present. The cubic volume of air moved per minute by
the fan or other device could be calibrated to molecular density, but also a factor would
have to be employed to account for any wind, positive or negative, or any other air
disturbance in the immediate environment.
The mobility of the antigen through the unique hydrogel would have an effect on
the operation of the immunosensor [44], but this would simply establish the latency of
detection (see Figure 71). This latency would differ with different sizes of specific
antigens, though the percentage of water in the modified hydrogel could be adjusted if
desired to increase or decrease latency. The concentration the specific of airborne
antigen would have to be determined by assuming a fixed time of migration to the FDE's
and beginning the readings immediately upon detection, then the rate of accumulation
could be measured by sequential readings and the corresponding molecular concentration
could be determined.

117

Figure 73: EIS plot of CMA:IgGab over time with no antigen. All
measurements were performed in 10 mM PBS (pH 7.4)

Experiment A2-14: Use of differential measurements to filter out
background interference of non-specific antigens
In this experiment, two immunosensors were utilized to test the same samples to
achieve differential interference abatement. One immunosensor had an FDU consisting
of CG/MPTS/IgGab, and the other had an FDU consisting of CG/MPTS/IgMab. Because
we only had one set of EIS processing equipment available, e.g. the potentiostat,
frequency generator, control PC, etc., the immunosensors could not be measured
simultaneously, but rather alternately. However, the results are still valid since all
significant parameters were kept consistent. Only the FDE’s (antibodies) differed

118

between the immunosensors. One had IgGab FDE’s and the other had IgMab FDE’s.
First, a baseline reading was taken for control. That was followed by the
introduction of a non-specific antigen. Finally, a specific antigen was introduced. This
sequence was repeated for both immunosensors and the results showed that by
subtracting the changes in Z, at each step in the sequence.

Figure 74: Differential Signals Non-specific IgM (left), specific IgG (right) with BSA (145mg/ml)

Figure 73 illustrates a double proof of conjugation detection. As can be seen in the
side by side comparisons, when the IgGab is introduced to non-specific antigens, the
IgMab reaction is similar. The reaction of the IgMab is greater, however, when its
specific antigen is encountered, while the IgGab has less change in impedance, Z’. The
side by side graphs in Figures 72-74 represent the background control electrode on the
left, and the specific IgGab electrode results on the right side. Figure 72 shows a non-
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specific (to either electrode) reaction. There was a slight dip in impedance on the left
graph, most likely do to multiple paratopes on the IgMab antibodies. Figure 74 shows
the specific antigen readings (note different scales- right being a larger change).

Figure 75: Differential Signals (left) IgMab/IgM, (right) IgGab/IgM
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Figure 76: Differential Signals (left) IgMab/IgG, (right) IgGab/IgG

Preparation protocol of MPTS Coated Colloidal Gold Nanoparticle
Suspension
The preparation work required for the linear/serial configuration was much less
than in the parallel configuration. The preparation described in Chapter 3, involving
alumina polishing, dangerous piranha solution, and rinsing, did not apply. The colloidal
gold nanoparticles did not have to be (or perhaps, could not even be) polished, since they
were produced through a nano-chemical process, and, in the suspension solution, were
never exposed to any type of contamination or corrosion, from the air, that had to be
removed. They did not have to be cleaned of organic material, because, again, they were
never exposed to any organic material while in the sterile suspension solution. The gold
nanoparticles were quite ready to have an MPTS SAM applied by chemisorbing thiols
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(RS-H) onto gold surfaces forming Au-SR bonds [46]. The strong, covalent bonds
between the SAM and gold nanoparticles were characterized by:
a. High enthalpy: 50 kJ/mol <ΔH< 800 kJ/mol
b. Adsorption which takes place only in the monolayer
c. High activation energy
d. An increase in electron density in the MPTS/gold interface
e. Reversibility only at high temperature

Discussion
When an antigen was introduced to the immunosensor, if the change in Z of the
non-specific antibody FDU was greater or about equal to the change in Z of the specific
antibody FDU, that was an indication that the specific antigen was not present as in
Figure 73. If, on the other hand, the change in Z of the specific antibody FDU was much
greater than the change in Z of the non-specific antibody FDU, then the specific antigen
was present as in Figures 74 and 75. Therefore, the comparison of the magnitudes of the
measurements reliably indicated if the specific antigen was present or not, and eliminated
many false positives.

Statistical Analysis
Some of the experiments in this dissertation were only run a small number of
times, due to the long length of setup time for fresh preparations, and cost considerations.
One such statistical method for analysis with small samples is to use the Wilcoxon
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matched pairs signed ranks-test method [63]. This is a non-parametric statistical
hypothesis test used to validate results by assessing whether two independent samples of
observations have equally large values. The object of the test is to obtain an approximate
idea of significance of the differences in results of similar experiments. Wilcoxon
general assumptions include:
1.) All observations from two groups are independent of each other.
2.) The responses are ordinal (of the pairs, one is greater or equal to the other).
3.) The distributions of groups X & Y, for the null hypothesis, are equal.
That is, the probability of an observation from one population (group X)
exceeding an observation from the second population (group Y) equals the
probability of an observation from Y exceeding an observation from X.
Under the alternative hypothesis the probability of an observation can be given as:
P(X > Y)+ 0.5 P(x=Y) > 0.5

(Eq. 4.7)

To quantify the effectiveness of the paired rank-test pairing, we:
1.) find the absolute difference |Xa-Xb| for each pair
2.) omit those cases where |Xa-Xb|=0 or assign a value of 0.5
3.) rank the remaining absolute differences, from smallest to largest.
Give rank 1 to the highest, 2 to the second, etc.
4.) assign to each such rank a "+" sign when Xa-Xb>0 and vice versa
(ours are all +)
5.) calculate the Spearman's rank correlation coefficient [75].
This will suffice for the quantifier since, with small samples, a
normal Gaussian distribution is not meaningful. The Spearman's
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rank correlation coefficient will show what we need to know for
small samples, so we dispense with the further Wilcoxon
calculations, which are more applicable to larger sample sizes.
We applied this matched-pairs signed ranks-test to the experimental results of the
sensitivity determination trials as described in Experiment A2-12. Due to the variances
of construction from serial electrode to serial electrode, the absolute values of impedance
can vary (see Chapter 5), so, therefore, the changes (delta) in impedances were analyzed.
The whole purpose of this test was to control for experiment variability. I submit that the
factors that could not be controlled, or were quite difficult to control, in the experiment,
affected the before and the after measurements equally; therefore they did not affect the
differences between before and after. By analyzing only the differences, a paired ranktest controls for some of the sources of scatter [75].
From Figure 69, we use the “Ohms” column as one group and the ohms “lo”
column as the other group, with the addition of the reference values. In the tables in
Figure 76, the “lo” was the lower impedance, Z” zero crossing value, at a time shortly
after the introduction of the antigen, IgG. Readings typically took 1 to 2 minutes to
complete. Subsequent readings showed an increase in real impedances as some of the
GNP’s diffused into the GHA, and took less of an active role in ion/electron transfer
through the serial path of the current [48].
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2

3

5

4

Lo impedance
ranks

3

2

1

5

4

Figure 77: Table of ranks-test input and ranks for concentrations of IgG antigen

The formula for the Spearman's Rank Correlation Coefficient, Rs [76] is:
n

1  (6 d 2 /( n 3  n))

(Eq. 4.8)

1

where d stands for the differences in the ranks
and n is the number of data pairs (5)

Spearman's rank correlation coefficient turns out to be equal to 0.6 which means
there is a correlation (linear dependence) between pairs, and the pairings could be
effective, but since the standard tables indicate that there is a 0.1 chance of getting above
0.8, the null hypothesis is not rejected. However, introduction of specific antibodies
always decreased impedance nearly immediately (within 1 minute.)
Examining the data, the 54 ng/ml run was somewhat of an outlier. Because the
trails were run as a group with one batch of antigen, resources did not allow rerunning
another batch. The Spearman's rank correlation coefficient becomes 0.8 without that trial
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included. Since the concentration of the IgG was being decreased at a given rate, it is
reasonable to assume that more trials of the 54 ng/ml would have produced results
consistent with the other trails. I would suggest that there was some other contamination
or biological problem with the sample.
The data showed that the majority of the results of the sensitivity experiments
were essentially similar from experiment to experiment. That is a very important
relationship for the data. Though the sample sizes are small due to setup time and
expense, a steady decline in impedance differences of CMA & Lo values, in step with the
IgG concentration decreases, can be seen on Figure 76. The other results were consistent
in a pseudo-linear range (Figure 70), and together they support the thesis of this
dissertation.

Colloidal Gold based electrodes
The use of colloidal gold nanoparticles allows the effective surface area of the
functionalized electrode to be increased dramatically [49]. In addition, this surface area
allows the self-assembled monolayer to be covalently bonded to the gold surface of each
nanoparticle in a more efficient way.
When assembling the MPTS SAM on a noble metal substrate electrode, as in my
parallel mode electrode, the MPTS tends to form initially as small islands. Eventually
the islands grow and combine into larger areas of SAM. Ideally, the coverage will
become complete, but the process can terminate prematurely for a number of reasons.
One reason is insufficient time to grow the SAM. If the gold substrate is removed from
the MPTS before the SAM islands are completely closed together, the coverage will, of
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course, have gaps in coverage. This affects the final electrode assembly, as the
antibodies and/or colloidal gold nanoparticles, do not have a contact point on the SAM
for every location of the gold substrate surface area. This allows the possibilities that
antibody Fc areas will directly attach the substrate [52]. This, in and of itself, is not a
detrimental occurrence, as these antibodies can combine to for antibody-antigen
conjugates, just the same as they would if they were located on the ends of the MPTS
molecules. However, the purpose of the MPTS SAM is to keep the antibodies aligned
and outward facing. When the antibodies attach directly to the electrode substrate surface,
they are free to orient in different orientations; that can cause unpredictable results in
impedance measurements as ions and electrons can bypass the conjugates to get to the
electrode and alter the double layer capacitance of the Stern layer [51]. Also, just as
importantly, the antibody can attach in an orientation that can cause them to block either
their own or another or even all of their paratopes, which are needed to attach to the
epitopes of the antigens. The value of the crucial double layer capacitance depends on
many variables including electrode potential, ionic concentrations and types, and
temperature. While these parameters were kept constant or controlled between
experiments, there were other factors which could affect electrode performance. These
included oxide layers, electrode roughness, and impurity adsorption, among others, so the
preparation of the fixed substrate electrode must minimize these by meticulous cleaning,
tedious polishing, and controlled storage to prevent corrosion and contamination [50].
The colloidal gold electrode did not suffer from these concerns since they were created
from a clean chemical reaction, they were inherently smooth, and they were stored in the
colloidal solution. This saved much preparation time, and produced better and more
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repeatable results.
On the other hand, if the MPTS is either exposed to the bare gold substrate or the
substrate partly or fully covered with a SAM, the MPTS will dimerize and begin to form
another SAM attached to the existing SAM [52]. This process extends the distance of the
antibodies or antibody functionalized colloidal gold nanoparticles and, therefore, the
impedance characteristics of the electrode when making the EIS measurements. This
situation is less critical than when the antibodies attach directly to the gold substrate
surface directly because, whether the one layer SAM or two layer SAM, or a combination
of both, exists, the antibodies attached to the ends of a SAM are, because of the
orientation of the SAM, facing outward and able to combine with antigens to form
conjugates in a uniform fashion and ideally, with nearly full coverage [66]. However,
any contamination of the gold surface can impede the SAM formation and leave a nonideal, or hole infested, SAM. In addition, these contaminants can also prevent the
antibodies from attached to the gold substrate directly, allowing the ions and electrons, in
most cases, to flow freely though the holes and overwhelm the antibody-antigen
conjugates’ contributions to the EIS measurements.
The AC voltage frequency component of EIS is utilized to characterize the time
constants of the reactions of interest. The higher frequencies can monitor electron transfer,
while the lower frequencies can monitor mass transfer [13]. When the voltage and
current are in phase the real resistance can be calculated with Equation 2.2. This is
represented by an intercept along the real Z’ axis at Z”=0 on the Nyquist plot. As shown
in Figure 7 of the Randles equivalent circuit, Rs represents the solution phase resistance,
in this case, of the modified hydrogel, that was specifically engineered to have a
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negligible value and not significant in the EIS measurements. Zw, the Warburg
impedance, is connected with mass-transfer. Cdl is the double layer capacitance, as
described previously, while Rct represents the charge-transfer resistance, which is
inversely proportional to the rate of electron transfer, and these last two parameters are
the most useful for EIS detection purposes in this application [18]. The measured
capacitance, C, is a series combination of the antibody/antigen binding, Cbind, the sensing
layer capacitance, Csense, and the capacitance of the colloidal gold nanoparticle with its
MPTS sol-gel monolayer, CAuMPTS by the formula:
C

1
1
Cbind



1
C sense



1

(Eq. 4.9)

C AuMPTS

It should be noted that the effects that most influence the EIS measurements in
this dissertation occur very near the surface of the electrode. In a fixed substrate
electrode, as has been predominately used in the previous art, there are only one or two
such regions (there being one or two electrodes), even if the electrodes are interdigitated.
Gold is known to be a poor catalyst as a bulk substrate, but recent studies show that
GNP’s exhibit excellent catalytic activity [72]. However, with the novel serial colloidal
gold electrodes developed in this dissertation, there existed a similar surface effect region
around each MPTS/ab coated GNP resulting in a multitude of regions, albeit smaller in
individual area, contributing to EIS measurements. More importantly, an electric current
takes the path of least resistance and, therefore, went through the many GNP’s in its path
(recall there was no redox couple added, which can detrimentally affect protein binding.)
Additionally, as the current passed from GNP to GNP, it passed through two surface
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regions on each GNP, going in, then out, doubling the effect. This resulted in an overall
amplification of the change in EIS values of impedance.
Using differential type sensors with multiple FDU’s can increase the accuracy of
the bioimmunosensor by filtering out the background contamination noise. A hydrogelbased immunosensor can be affective in conjunction with a CMA type serial electrode in
the FDU, by placing it very near the surface and monitoring the reaction with EIS. The
minimal set of frequencies points (Pn) to be tested for EIS are determined by each set of
antibody and antibody-antigen conjugates [62]. The parameters Pn are established by
data mining the EIS Nyquist plot data to describe important points of frequencies
sufficient to describe the curves of interest relating to the antibody and antibody-antigen
conjugates of interest. Typically, these would include peaks of the semicircles of Z, and
Z’ intercepts or other deflection points.
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CHAPTER 5
CONCLUSION AND FUTURE DIRECTIONS
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Conclusion
EIS is a powerful technology that can be used very effectively to monitor certain
biological events, in particular for this dissertation, antibody-antigen conjugation. This
can open the way for the detection of a wide range of antigen/pathogens. Integrated into
a portable device, novel bioimmunosensors, which are results of this research, could be
used to rapidly, and inexpensively (on a mass scale), test populations in third world
countries for, as example, tuberculosis. Those infected could be given treatments early in
the infection, while sparing those who do not need it.
These novel bioimmunosensors could be readily integrated into a commercial
device such as the i-SPEC™ Q 100 (Paradigm Sensors, LLC), handheld EIS analyzer.
The FDU‘s are small in size and will fit as a add-on interface head. The EIS data to
characterize the various antibody/antigen conjugates can be ascertained be using the
techniques in this document. The microprocessor in the handheld device can be
programmed to give a visual display of a go/no-go indication when specific antigens are
present. Internal memory can store historical data.

Limitations and weaknesses
The major drawback of using impedance methods for bioimmunosensors is the
instance of interference from non-specific contamination of the measuring media [36].
This is why the lower limit of detection of the impedance biosensors in a liquid in
controlled laboratory conditions with no non-specific antigens, which have been reported
in the nM-pM range, is not as critical as the real world experience with many nonspecific contaminants. EIS can distinguish the impedance characteristics of a specific
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antibody/antigen conjugate by developing an impedance spectrum from alternating
current (AC) excitation measurements at a spectrum of frequencies. In an ideal
environment, the specific antigens would migrate to the antibodies and conjugate.
However, as can be seen from the results of similar experiments, the impedance at time t0
varies from electrode to electrode with values between 7500 -12500/cm2 For this
reason, the rapid change in impedance exhibited upon specific conjugation is used to
indicate the presence of the specific antigen.
Due to the variances of construction from serial electrode to serial electrode, the
absolute values of impedance varied. For instance, the distribution of the GNP’s will
differ when absorbed into the confining entity- in that case, the thread. Secondly, the
attachment of the thread to the two stainless steel mesh electrodes can affect overall
electrode impedance depending upon the diffusion of the GNP’s to the junction of the
thread and mesh. This is the reason that change in impedance was used rather than
absolute values.
The orientation of the IgG can affect results [51]. The Fab region vs. the Fc
region of the antibody, which attaches to the MPTS, may be already buried in the MPTS,
and then it is likely that it is not fully exposed. There are also S-S bonds in the Fab
region and these may be the ones that get complexed to the layer, so in the end there is
probably a mixture of "right side up" and "right side down" orientations of the original
IgG.
However, non-specific agents can also alter impedance by blocking epitopes and
paratopes thus preventing some conjugation, weakly attaching to the antibodies,
contributing electrostatic charges, inhibiting electron or ion flow, etc. Reaction to non-
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specific contaminates has been a common concern involving bioimmunosensors
deployed in random environments [37][38]. Various methods have been incorporated to
try to mitigate this problem. One common approach has been to block binding with nonspecific entities by attaching BSA to the ends of the SAM’s. Another approach has been
to embed the antibody (probe) into a composite film interspersed with a protein resistant
species such as those containing ethylene-glycol moieties [66].
In this dissertation, a more direct approach was taken – differential measurements.
Experiment 14 employed multiple electrodes, identical in construction, except for the
FDE. This ensured that the electrode with the antibody of interest in the FDE had a
greater drop in impedance, when the specific antigen was introduced, than the other
electrode with the non-specific FDE. This phenomenon can be seen in the results of
Figures 72-74.
The techniques used in the dissertation can produce very accurate results, but they
do rely on apriori knowledge. Each individual application needs to gather the applicable
data with the specific antigens, and store that data. The sample sizes were limited due to
the long length of setup time for fresh preparations and cost considerations. Also, in
order to experiment with dangerous pathogens, a bio-safe laboratory would be required,
to which I did not have access.
The two Aims of this dissertation have been successfully accomplished by the
development of a novel modified hydrogel for antibody/antigen conjugate detection
which does not dry out rapidly, maintains biological activity, and is easy to use. In
addition, that uniquely modified hydrogel was utilized in the fabrication of a novel
bioimmunosensor electrode based upon colloidal gold nanoparticles coated with a self-
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assembling monolayer of MPTS with specific (for the antigen) antibodies attached at the
surface of the MPTS monolayer[62]. This configuration was used to show proof of
concept to capture samples from the air or a liquid, making it a multi-functional device.
The object was not to develop an instrument, but to develop a method to allow that
accomplishment, and that was fulfilled. With unlimited resources and time, I would
develop an immunosensor device with a processor that would utilize feedback from the
FDU to control and alter parameters of the biological process, such as pH and
temperature, to increase the efficiency during times of detection, but save energy and
sensor life at other times.

Further Research
A novel DC bias technique could be very promising to be able to control the
impedance to linearize the calibration of the sensor. That is, by using feedback from
calculations of a microprocessor, and a digital to analog converter, a DC bias could be
applied to the electrodes to force the reaction toward an EIS output that would adjust it to
a linear output for a given AC frequency.
In the future, larger sample sizes could be collected and a bio-safe laboratory (at
least level 2) could be utilized. Further research could also investigate techniques to form
and operate an array of sensors with multiple antibodies in the array. In addition, control
by electrical bias may be able to control pH and separate antigen conjugates to facilitate
reuse of electrodes. Another innovation could employ environmentally sensitive
hydrogels which are also known as 'Smart Gels' or 'Intelligent Gels' which have the
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ability to sense changes of temperature, pH, and/or the concentration of metabolite, and
release their load as result of such a change.
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